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X-ray Fluorescence Microscopy: Advances and Unique Opportunities
S. Vogta, S-C. Glebera, D. Vinea, B. Twiningb, S Bainesc, C. Fahrnid, D. Bourassad, E. Ingalld, S. Chena, L. 

Finneya, J. Denge, Q. Jina, C. Jacobsena,e, B.Laia

a Advanced Photon Source, Argonne National Laboratory, USA, bBigelow Laboratory, East Boothbay, 
USA, cStony Brook University, Stony Brook, USA, dGeorgia Institute of Technology, Atlanta, USA,

eNorthwestern University, Chicago, USA.

Author Email: svogt@anl.gov

Scanning probe microscopy has had tremendous impact on the scientific community over the past decade, 
addressing extremely broad and highly relevant scientific questions. To a large extent, this impact was 
enabled by the development of better nanofocusing, better nanopositioning, improved detector technology 
and better integration. X-ray fluorescence microscopy (XFM) has been one of the main beneficiaries of 
these developments, with the ability to image and probe the chemical state of metals present only in trace 
quantities. For example, in the life sciences, metals play a fundamental role in all known life forms and 
are increasingly recognized as having a critical impact on human health both in their natural occurrence, 
via therapeutic drugs, and in diseases such as Alzheimer's or Wilson’s disease. In the energy sciences, for 
example, metal impurities and contaminants in photovoltaic materials can limit device performance, in 
chemistry the active components in catalysts are typically metals.

Hard x-ray fluorescence microscopy is an ideal technique to map and quantify trace element distributions 
in these systems. It provides attogram sensitivity for transition metals like Cu, and Zn, combined with the 
capability to penetrate thick samples. At the same time, the improvements mentioned above are funda-
mentally changing the way experiments can be carried out, giving us the ability to more completely inter-
rogate samples, at higher spatial resolution, with larger field of view, higher throughput and better sensi-
tivity. In combination with lensless imaging, structural information about the specimen can now be ob-
tained simultaneously at spatial resolutions not limited by the x-ray optics used. We will report on recent 
advances in x-ray fluorescence microscopy, and discuss methods we have implemented, including fast 
fly-scanning, methods in data analysis, correlative imaging, and X-ray fluorescence micro-tomography. 
We will demonstrate their application in several ongoing studies, ranging from the visualization of trace 
elemental content in a Zebrafish embryo (see, eg, Fig1), to the investigation of plankton to further our 
understanding climate change.  

We will also discuss challenges and opportunities for future scientific applications and instrumentation, in 
particular with regards to emerging possibilities with diffraction limited storage rings.

Fig.1: 3D rendering of elemental content (Zinc, Iron, Copper) of a Zebrafish embryo, reprinted from [1].
References
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Chemical Speciation Imaging at Environmentally Relevant Concentrations 
using X-ray Fluorescence Microscopy

David Patersona, Daryl L. Howarda, Martin D. de Jongea, Kathryn M. Spiersa, Chris G. Ryanb,
Robin Kirkhamb, Barbara E. Etschmannc, Enzo Lombid, Erica Donnerd, and Peter M. Kopittkee

aAustralian Synchrotron, Australia, bCSIRO, Clayton, Australia, cMonash University, Australia, 
dUniversity of South Australia, Australia, eUniversity of Queensland, Australia

Author Email: david.paterson@synchrotron.org.au

Abstract

X-ray fluorescence microscopy (XFM) [1] can be used for elemental and chemical microanalysis across 
length scales ranging from millimeter to nanometer.  XFM is ideally suited to quantitatively map trace 
elements within whole plant and other biological specimens, environmental and soil samples.  The ele-
mental sensitivity of the X-ray fluorescence probe provides valuable information in a diversity of envi-
ronmental sciences, and the high penetration of hard X-rays enables measurement of whole cells, tissue 
sections and a diverse range of environmental samples with a minimum of preparation.  

Rapid advances in X-ray fluorescence detection methods such as the Maia detector [2, 3, 4] now enable 
high definition images approaching megapixel per minute rates.  The ability to rapidly acquire 2D images 
enables 3D information such as fluorescence tomography to be obtained in realistic times.  Chemical spe-
ciation (valence) imaging (CSI) is a technique where the third dimension is spectroscopic detail [5].  CSI
results in an X-ray Absorption Near Edge Structure (XANES) spectra from the X-ray fluorescence signal 
at each pixel in the spatial image.

Fitting of spectra per pixel with incident X‑ray energy tracking and end-member phase decomposition 
has recently been developed in GeoPIXE software using the Dynamic Analysis method [6, 7, 8].

CSI has been demonstrated at the Australian Synchrotron XFM beamline [1] with micron resolution and 
moderate definition (10K pixels) across a diverse range of sciences and applications from environmental 
chemistry [9] to arsenic toxicity in crop production [10].  Studies probing and optimising the efficiency 
and sensitivity of CSI to achieve measurements at environmentally relevant concentrations will be pre-
sented.
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[6] C. G. Ryan, Int. J. of Imaging Systems and Tech. 11, 219 (2000).
[7] C. G. Ryan et al., J. of Physics: Conf. Series 499, 012002 (2014).
[8] C. G. Ryan et al. these proceedings.
[9] B. E. Etschmann et al., Environmental Chemistry, 11, 341 (2014).
[10] P. M. Kopittke, et al., New Phytologist 201, 1251 (2014).

2

 Sc
a

n
n

in
g

 M
ic

ro
sc

o
p

y  |
  M

o
n

d
a

y, Se
p

te
m

b
e

r 14

23rd International Congress on X-ray Optics and Microanalysis •  September 14-18, 2015  •  Brookhaven National Laboratory

Oral Presentation Abstracts



X-ray Fluorescence Microanalysis of Speleothems using Synchrotron Radiation

P. Jagodzińskib, D. Banaśa, A. Kubala-Kukuśa, M. Pajeka, J. Szlachetkoa, J. Susinic

a Institute of Physics, Jan Kochanowski University, 25-406 Kielce, Poland, b Department of Physics,
Kielce University of Technology, 25-314 Kielce, Poland, cEuropean Synchrotron Radiation Facility 

(ESRF),  F-38043 Grenoble, France.
Author Email: pajek@ujk.edu.pl 

X-ray fluorescence analysis (XRF) is well suited technique for investigations of the properties of geologi-
cal objects. The speleothems (stalactites, stalagmites and pearls), exhibiting annual variations of trace el-
ements concentrations, can be effectively used for monitoring of the climate changes in the past, if the 
XRF technique is combined with mirometer-sized intense photon beam excitation. In fact, it was demon-
strated that x-ray fluorescence excited by focused microbeam of synchrotron radiation can be successfully 
used to study the climate changes [1]. 

Here we report on the x-ray fluorescence studies of stalactites and pearls samples taken from the karst 
“Paradise” cave, Central Poland, excited by focused x-ray photons of synchrotron radiation at the ID21 
beamline of the ESRF, Grenoble. The excited x-rays were measured both by an energy-dispersive silicon 
drift detector (SDD) and a flat crystal wavelength-dispersive spectrometer (WDS) equipped with a 
polycapillary x-ray optics [2].  The WDS, operating with ADP(101), Si(111) and Ge(220) crystals, covers 
the x-ray energy range 1.5-6.5 keV with energy resolution 3-30 eV. The properties of this spectrometer 
were studied in details using ray-tracing simulation technique. The benefits of better energy resolution of 
the WDS, as compared to the SDD detector, for investigations of the geological samples are discussed in 
context of saturation and Raman scattering effects. The 1D and 2D XRF scans were measured for stalac-
tite and pearl samples with a micrometer lateral resolution yielding the maps of concentration of six light 
elements between Si and K, which exhibits the annual variations. Finally, the results are discussed in con-
text of monitoring the long-term climate changes in the past.   

References 
[1]  S. Frisia et al., Variation in atmospheric sulphate recorded in stalagmites by synchrotron micro-XRF and 

XANES analysis, Earth and Planetary Science Letters 235 (2005) 729-740. 
[2] J. Szlachetko et al., Wavelength-dispersive spectrometer for X-ray micro-fluorescence analysis at the X-ray 

microscopy beamline ID21 (ESRF), J. Sunchrotron Rad. 17 (2010) 400-408.
...
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High-resolution subcellular imaging at the ESRF new nanoimaging beamline: 
deciphering intracellular targets of anticancer drugs in breast cancer cells  

Florin Fusa,b, Peter Cloetensa, Siden Topc, Yang Yanga, Alexandra Pacureanua, Julio Cesar da 
Silvaa, Anne Vessièrec, Gérard Jaouenc, Sylvain Bohica,b 

a ESRF, Grenoble, France, b INSERM, U836, Grenoble, France, c Sorbonne Universités, UPMC Univ Paris 06, 
UMR 8232, IPCM, Paris, France 

 
Introduction and Objectives 

The new state-of-the-art beamline ID16A-NI at ESRF offers unique capabilities for X-ray imaging at 
nanometer scale delivering a highly coherent, very intense nanofocused beam (> 5 1011 ph/s at ∆λ/λ~10-2) 
at high energies (~20nm at 17kev). It is particularly well suited for the investigation of biological samples 
at high resolution, e.g. the detection and quantification of trace elements [2], such as metals in metal-based 
drugs in cancer treatment. Triple negative breast cancer tumors, responsible for a high rate of mortality, 
are a major challenge for breast oncologists since no targeting therapy is currently available for them. 
Jaouen’s group has developed [1] ferrocenyl metal-based drug candidates that can target both hormone-
dependent and independent breast cancer cells at low nM range showing encouraging anticancer effects. 
Our aim is to identify the targeted intracellular compartments where these compounds are active as a main 
step towards explaining their action mechanisms.  
 
Results and Discussion 

Osmium derivatives of the ferrocenyl based drug were imaged in MDA-MB-231 
breast cancer cell line using both X-ray fluorescence and phase imaging. 
Various sample preparation techniques were explored. First chemically fixed 
cells were imaged in 2D (fluorescence at 50 nm and phase imaging at 10 nm 
pixel size) to reveal the quantitative elemental distribution. Then we imaged 
200 nm thin sections prepared by high pressure freezing for fixation followed by 
cryo-substitution and resin embedding. Finally X-ray fluorescence 
tomography scans of the entire cells were performed at 150 nm step size.  
 
Conclusions 

The 2D fluorescence maps of entire cells consistently revealed a pattern of 
high Os concentration alongside the nuclear membrane, localization further 
confirmed by the 3D fluo-tomography data. This work confirms the potential 
to reveal structural information at unprecedented resolution. 

 
References 
[1]  Hillard, E. A.; Vessieres, A.; Jaouen, G., Ferrocene Functionalized 

Endocrine Modulators as Anticancer Agents. In Medicinal Organometallic 
Chemistry, Jaouen, G.; Metzler-Nolte, N., Eds. Springer Verlag, 2010; Vol. 32, pp 81-118. 

[2] Bohic S. et al., Biomedical applications of the ESRF synchrotron-based microspectroscopy platform, Journal of 
Structural Biology, 177 (2012) 248-258 

Fluorescence maps of breast cancer 
cells at 50 nm pixel size. Up: Zn 
(red) and Os (green). Down: 200 
nm section, Cl (green), P (blue) 
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Synchrotron radiation-induced microXRF and XANES spectroscopy to study 
pollutant materials in soils and assess phytoremediation strategies 

Pérez C.A.a, Mera M.F.b, Rubio M.b,c,d, Galván V.c,d, Vicentin F.a and Germanier A.b 

aBrazilian Synchrotron Light Laboratory (LNLS), Caixa Postal 6192 CEP 13083-970 Campi-
nas/SP, Brazil, bCEPROCOR, Álvarez de Arenales 230 (5000),Córdoba,  Argentina, 

cFAMAF,Ciudad Universitaria (5000),Córdoba, Argentina, dCONICET, Rivadavia 1917(1033), 
Buenos Aires, Argentina. 

Author Email: carlos.perez@lnls.br 

 

A full understanding of toxic element behaviour in the environment ultimately depend on molecular-scale 
structure and properties [1]. In this sense, spatially resolved Synchrotron Radiation microXRF (SR-XRF) 
and XAFS allow for the study of molecular-level processes occurring at critical boundaries in environmen-
tal sciences. 
In this work, the mineralogical composition and spatial distribution of Pb and Sb species in corroded am-
munitions are reported to understand how they react in the soil, influencing the bioavailability and contam-
ination risk. Furthermore, the phytoextraction technology uses plants to extract toxics metals from contam-
inated soils and accumulate them in the harvestable parts of the plants, which can then be removed from 
site. In this sense, SR-XRF analysis is essential to examine the spatial distribution of Pb and other elements 
in different parts of plants in order to know its capability for incorporating these elements. 
SR-μXRF elemental maps of Pb and Sb were performed at the D09B XRF Fluorescence beamline of the 
LNLS on selected samples focused on process like (litharge→ hydrocerussite →cerussite) going to more 
stable phases that immobilizes Pb in soil [2]. XANES measurements at the Sb L-edges were carried out at 
the D04A SXS Soft X-ray Spectroscopy beamline of the LNLS in order to identify its oxidation states in 
crust. For plants, the experiments were conducted in Lolium perenne sp., grown in soil contaminated with 
Pb, and in hydroponics crops exposed to lead at industrial and basal levels. SR-μXRF measurements were 
performed in situ on different parts of the plant (roots and leaves) and in living conditions. 
A positive correlation between Sb and Fe was detected in crust material measured in the outer rim of the 
weathered bullets due to Sb adsorption to Fe oxyhydroxides of soil. It was also observed a spatial correlation 
between Sb and Cu and between Sb and Zn in crust. Results from XANES showed that the main species 
found in all samples was Sb5+ (Sb2O5) followed by metallic Sb. For plants, the results showed the hydro-
ponics crops of L. perenne sp. can extract and translocate Pb from the ground to the leaves more effectively 
than plants grown in contaminated soil, where lead mainly stayed in the root. In addition, a spatial correla-
tion between Pb, S and P distributions was observed. 
Some conclusions about the current results as well as future activities will be sketched. 
 
References 
[1] Sparks DL, Geoderma 100, (2006) 303-319. 
[2] M.F. Mera, M. Rubio, C.A. Pérez, V. Gálvan, A. Germanier, Microchemical Journal 119 (2015) 114–122 
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Recent Developments and Achievements at the TwinMic Spectromicroscopy 
Beamline of Elettra Synchrotron

Alessandra Gianoncellia

aElettra-Sincrotrone Trieste, Trieste, Italy

Author Email: alessandra.gianoncelli@elettra.eu

Characterisation and exploiting properties of complex materials with high spatial resolution requires the 
deployment of multidisciplinary techniques and expertise. Soft X-ray microscopy, combining imaging
and spectroscopy at sub-micron scales, has already been recognised as a powerful technique proving both
morphological and chemical information. The TwinMic microscopy station [1] operated in the 400-2200
eV energy range at the Elettra synchrotron has been attracting different scientific community, from Life 
Sciences to Cultural Heritage and Material Science, thanks to its complementary imaging capabilities 
(brightfield and phase contrast) with spatial resolution down to sub 20nm with special CDI methods, 
combined with low energy X-ray Fluorescence (XRF) [2, 3] and X-ray absorption microspectroscopy.
Unique feature is that the developed low energy XRF system enables monitoring light elements down to 
B.

The presentation will use selected representative results to illustrate the recent achievements in the fields 
of neuroscience [4], nanotoxicology [5], clinical medicine [6,7], environmental science [8] and electro-
chemistry [9]. The progress in implementation of novel TwinMic imaging modalities for pushing the lat-
eral resolution has recently been demonstrated by ptychography experiments with biological samples [10, 
11]. Finally the first results of an on-going low energy XRF system development will be presented and 
discussed [12].

References
[1] B. Kaulich et al. Proc. 8th Int. Conf. X-ray Microscopy IPAP Conf. Series, Vol. 7, 22-25 (2006).
[2] A. Gianoncelli et al. Nuclear Instruments and Method A, Vol. 608 - 1 (2009).
[3] B. Kaulich et al. Journal of Royal Society Interface, Vol. 6 (2009).
[4] C. Poitry-Yamate et al. Journal of Neuroscience Research Vol. 91(8), 1050-1058 (2013).
[5] P. Marmorato et al. Toxicology Letters, Vol. 207 - 2, 128 (2011).
[6] P. Kopittke et al. Plant Physiology, Vol. 167(4), 1402-1411 (2015)
[7] L. Pascolo et al. Scientific Reports, Vol. 3 (2013).
[8] L. Pascolo et al. Scientific Reports, Vol. 4 (2014).
[9] B. Bozzini et al. Chemistry - A European Journal, Vol. 18 - 33, pp. 10196-10210 (2012).
[10] A.M. Maiden et al. Nature Communications Vol. 4, 1669 (2013).
[11] M.W.M. Jones et al. Optics Express, Vol. 21 - 26, pp. 32151-32159 (2013).
[12] J. Bufon et al. Journal of Instrumentation, Vol. 9 - 12, pp. C12017 (2014).
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Table-top soft x-ray microscopy with a laser-induced plasma source  

Matthias Müllera 

aLaser-Laboratorium Göttingen e.V., Hans-Adolf-Krebs-Weg 1, 37077 Göttingen, Germany  

Introduction and Objectives 

The spectral range of the ‘water window’ (λ = 2.3 to 4.4 nm) represents a highly interesting regime for 
studying carbon-based specimen, due to a 10 times higher absorption of carbon compared to oxygen and 
water. This opens up a variety of applications, e.g. high resolution microscopy and near-edge x-ray 
absorption fine structure (NEXAFS) spectroscopy. These studies are typically conducted at synchrotrons; 
however, as the interest in imaging techniques and surface sensitive chemical analytics is growing, there 
is also a considerable demand for compact lab-based soft x-ray sources. 

Results and Discussion  

Making use of the long-term stable and nearly debris-free laser-induced plasma from a pulsed nitrogen 
gas jet target, an extremely compact soft x-ray microscope operating in the ‘water window’ region at the 
wavelength λ = 2.88 nm was installed [1]. With this microscope structures with a size of about 50 nm can 
be resolved (see Fig. 1). 

 
Figure 1: (a) Photograph of the table-top soft x-ray microscope. (b)Spatial intensity profiles of soft x-ray radiation at 2.88 nm for 
different positions along the optical axis behind the ellipsoidal condenser mirror. (c) Soft x-ray micrograph of Siemens star 
recorded at 2.88 nm (magnification 250x, effective pixel size 52 nm, 18 000 pulses, and exposure 60 min). The inset shows the 
central part of the Siemens star recorded separately at magnification 500x. 

Conclusions 

In this paper, an overview on the latest results using the table-top soft x-ray microscope is given including 
a brief description of the imaging performance of the microscope as well as a compilation of micrographs 
from different sample systems.  

References 
[1]  M. Müller, T. Mey, J. Niemeyer, and K. Mann. Table-top soft x-ray microscope using laser-induced plasma 

from a pulsed gas jet. Optics Express, 22(19):23489-23495, Sep 2014.  
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Microdiffraction mapping using versatile AFM and high resolution X-ray 
scattering setup 

A.V. Zozulyaa, T. Slobodskyyb, R. Tholapib, W. Hansenb and M. Sprunga 
aDESY Photon Science, Notkestraße 85, D-22607 Hamburg, Germany 

bInstitute of Applied Physics, University of Hamburg, Jungiusstraße 11, 20355 Hamburg, 
Germany 

Introduction and Objectives 

As the dimensions in nanoelectronics approach an interatomic scale, the assessment of individual 
nanostructures becomes crucial in fabrication process of reliable devices. The shape and strain 
distributions in the nanostructure and at its interfaces are the parameters which influence the 
performance of a device [1]. X-ray scattering methods are well established for in situ and ex situ 
studies of shape and strain in nanostructures [2]. Using highly brilliant synchrotron sources, the 
coherent X-ray scattering techniques can be applied for non-destructive access to the interior of a 
nanostructure [3]. At the same time, the Atomic Force Microscopy (AFM) is one of the 
microscopy techniques to study surface morphology with nanometer resolution. Furthermore, by 
manipulating the AFM tip it is possible to apply local external stress to individual nanostructures 
and thus study their elastic properties [4]. Combination of X-ray scattering methods and AFM in 
one instrument enables to study locally strain fields in epitaxial nanostructures upon applying an 
external mechanical load by the AFM tip. This opens new research perspectives in the field of 
nanoscience, especially when the elastic properties of nanoscale objects are addressed. 

Results and Discussion  

Building on existing experience [4] we have implemented a standard AFM system with an 
optical cantilever feedback which ensures stable and controlled force on the sample surface, thus 
avoiding the tip oscillations inherent to a tuning fork AFM setups. The AFM setup is designed to 
be used in combination with synchrotron X-ray beam in scattering and diffraction geometries [5]. 
Proof-of-principle measurements were performed at the P10 coherence beamline of the PETRA 
III synchrotron at DESY, Hamburg [6]. Calibration measurements in grazing incidence small 
angle scattering (GISAXS) geometry were carried out using Si grating sample with 300 nm 
pitch. Individual spintronic Fe/MgO/GaAs microring structures were studied using the described 
AFM sample environment. 2D diffraction maps were collected using microfocused X-ray beam 
and 2D pixel detector Pilatus 300K. Shape details were evaluated from GISAXS data. Elastic 
strains in individual structure were studied in grazing incidence diffraction (GID) geometry as 
induced by external mechanical stress applied by the AFM tip.  

Conclusions 

Design, operation and example applications using the versatile AFM sample environment 
implemented at the synchrotron beamline will be presented. 
References 
[1] N. Hrauda et al., Nanotechnology 24, 335707 (2013). 
[2] M. Schmidbauer, X-Ray Diffuse Scattering from Self-Organized Mesoscopic Semiconductor Structures 

(Springer Berlin Heidelberg, 2004). 
[3] I. Robinson and R. Harder, Nature Mater. 8, 291 (2009). 
[4] T. Scheler et al., Appl. Phys. Lett. 94, 023109 (2009); Z. Ren et al., J. Synchrotron Rad. 21, 1128 (2014). 
[5] T. Slobodskyy et al. Rev. Sci. Instr., submitted. 
[6]  A.V. Zozulya, et al. Phys. Status Solidi A 211, 1319 (2014).  
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X-ray Spectroscopy with Very High Spatial Resolution at NSLS-II
Juergen Thiemea, Garth Williamsa, Yu-chen Karen Chen-Wiegarta

aNSLS II, Brookhaven National Laboratory, Upton, NY-11973, USA

Author Email: jthieme@bnl.gov

The National Synchrotron Light Source II is a synchrotron radiation source of extremely low emittance, 
ideally suited for experiments in need of coherent radiation. It provides an ideal platform for sub-
micrometer focused beam instruments. The Sub-micrometer Resolution X-ray spectroscopy beamline 
(SRX) has been developed specifically as an X-ray fluorescence analytical probe utilizing Kirkpatrick-
Baez (KB) focusing mirrors. The scientific emphasis is the study of complex systems with chemical het-
erogeneity at sub-micrometer and sub-100 nm length scales. The beamline design provides X-ray spec-
troscopy capabilities in the energy range from 4.65keV to 23keV. The SRX beamline is one branch of a 
canted sector at NSLS-II, with a second undulator planned as a future upgrade to serve as an independent 
light source for another beamline, the X-ray fluorescence nanoprobe (XFN). The XFN design envisions a 
complementary beamline to SRX that will access lower X-ray energies (2-15 keV) and will utilize Fresnel 
zone plate optics. SRX uses two sets of KB mirror optics for focusing, a high photon flux set that will 
deliver more than 1013 phot/sec in a sub-micron sized spot and a high spatial resolution set that will deliv-
er a focal spot size of less than 100nm but at a lower flux of approximately 1011 phot/sec. A highly cus-
tomized horizontally deflecting double crystal monochromator was chosen to provide maximum beam 
stability while simultaneously providing very high spectral and spatial resolution. The energy range cov-
ered by the SRX beamline will allow for X-ray absorption spectroscopy experiments starting at the K-
absorption edge of titanium and extending through the K-edge of rhodium. The photon flux SRX delivers 
in a submicron-spot, ultimately combined with the use of new energy dispersive detectors like the MAIA, 
will open new possibilities for spectroscopic analysis of major and trace elements in natural and synthetic 
materials, X-ray fluorescence imaging of their distribution both in two and three dimensions utilizing 
tomographic methods, and, concurrent micro-diffraction measurements. Diffraction imaging experiments 
will be developed as well. A detailed description of the SRX beamline, including results from commis-
sioning and first experiments will be presented.
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Transforming data into information: Scientific computing for synchrotron research 
Doga Gursoy 

X-ray Science Division, Advanced Photon Source 
Argonne National Laboratory 

dgursoy@aps.anl.gov  

Submitted	
  to:	
  23rd	
  International	
  Congress	
  on	
  X-­‐ray	
  Optics	
  and	
  Microanalysis	
  (ICXOM23)	
  
	
  

Data	
  volume	
  and	
  complexity	
  at	
  synchrotron	
  facilities	
  are	
  increasing	
  at	
  a	
  fast	
  pace.	
  The	
  translation	
  of	
  
data	
  to	
  information	
  is	
  getting	
  more	
  difficult	
  due	
  to	
  the	
  inability	
  of	
  researchers	
  to	
  fully	
  comprehend	
  
the	
  underlying	
  analysis	
  approaches	
  and	
  systems	
  required	
  for	
  data	
  processing.	
  Even	
  today	
  it	
  is	
  
virtually	
  impossible	
  to	
  analyze	
  raw	
  data	
  through	
  conventional	
  approaches	
  without	
  any	
  significant	
  
investment	
  in	
  computing	
  hardware	
  or	
  software.	
  Moreover,	
  future	
  experiments	
  will	
  typically	
  involve	
  
multiple	
  detectors	
  to	
  measure	
  different	
  phenomena	
  simultaneously	
  providing	
  heterogeneous	
  data	
  
streams.	
  All	
  of	
  these	
  factors	
  necessitate	
  the	
  need	
  for	
  advancements	
  in	
  scientific	
  computing	
  practices	
  
to	
  match	
  new	
  experiments	
  and	
  detector	
  technologies.	
  In	
  this	
  talk,	
  I	
  will	
  briefly	
  summarize	
  the	
  
current	
  data-­‐intensive	
  science	
  problems	
  at	
  synchrotron	
  facilities;	
  review	
  the	
  technical	
  
developments;	
  outline	
  the	
  current	
  status	
  as	
  well	
  as	
  future	
  needs	
  and	
  directions	
  in	
  scientific	
  
computing	
  for	
  synchrotron-­‐based	
  research.	
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Quantitative High Definition XFM Element Imaging using Maia:                   
the Challenge of Major Composition Contrasts

C.G. Ryana, L.A. Fishera, D.P. Siddonsb, R. Kirkhama, M. Le Vaillanta, M.D. de Jongec,
S.J. Barnesa, D.J. Patersonc, D.L. Howardc G.F. Moorheada and J.S. Lairda

aCSIRO Mineral Resources Flagship, Normanby Road, Clayton VIC 3168, Australia;
bBrookhaven National Laboratory, Brookhaven, Upton NY, USA; cAustralian Synchrotron, 

Blackburn Road, Clayton VIC 3168, Australia

Abstract

Extreme contrasts in sample composition cause dramatic variation in X-ray fluorescence microscopy 
(XFM) yields due to self-absorption. Without a priori knowledge of spatial composition details, the 
projection of element images from XFM data using the Dynamic Analysis (DA) method [1,2] in the 
GeoPIXE software assumes a uniform composition and background shape. Our present approach is to 
then apply an iterative matrix (composition) correction. But this does not account for changing 
background shape and scattering and X-ray relative intensities evolving spatially with composition.

The XFM beamline [3] of the Australian Synchrotron equipped with a Maia detector [4,5], uses DA to 
process event data in XFM imaging and tomography at up to ~3 x 107 events/s in the Maia FPGA 
processor for real-time imaging or ~108 on a performance desktop, corresponding to ~104-105 pixels/s and 
images up to ~100M pixels. The challenge is to improve the method while maintaining processing speed.

A new method, applied in a second pass, uses an end-member phase decomposition obtained from the 
first pass, and DA matrices determined for each end-member, to re-process the event data with each pixel 
treated as an admixture of end-member terms. This approach better tracks spatially complex samples as 
encountered in geological and environmental research (e.g. Fig. 1) while still benefitting from the speed 
of DA. This paper describes the method and illustrates how the enhanced accuracy of spectral 
deconvolution improves imaging of challenging materials. Direct spot comparisons with electron probe 
microanalysis are used to illustrate the accuracy of the method.

Figure 1: Maia RGB image (Cr Fe Cu, 7401 x 1650 pixels; portion of 7401 x 4601 pixels, 14.8 x 9.2 mm) of a 
complex geological sample acquired at the XFM beamline, illustrating challenging compositional variation.

References
[1] C.G. Ryan, Int. J. of Imaging Systems and Tech. 11 (2000) 219-230.
[2] C.G. Ryan et al., J. of Physics: Conf. Series 499 (2014) 012002.
[3] D. Paterson et al., AIP Conf. Proc. 1365 (2011) 219-222.
[4] R. Kirkham et al., AIP Conf. Proc. 1234 (2010) 240-243.
[5] D.P. Siddons et al., J. of Physics: Conf. Series 499 (2014) 012001.
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PyXRF: X-ray Fluorescence Analysis Package  
Li Li a, Hanfei Yan a, Eric D. Dill a, Thomas A. Caswell a, Wei Xu b, 

Daniel B. Allan a, Sameera K. Abeykoon a, Gabriel C. Iltis a, 

Dantong Yu b, Wah-Keat Lee a, and Yong S. Chu a 

aNational Synchrotron Light Source II, Brookhaven National Laboratory, Upton, NY, 11973, USA 
bComputational Science Center, Brookhaven National Laboratory, Upton, NY, 11973, USA 

Author Email: lili@bnl.gov 

 

 
A sophisticated fluorescence analysis package (PyXRF) has been developed for NSLS-II X-ray Fluores-
cence Microscopy beamlines, such as HXN and SRX. This package contains a high-level fitting engine, 
comprehensive command-line/GUI design, rigorous physics calculation and a powerful visualization in-
terface. PyXRF offers a method of automatic elements finding, so users do not need to spend extra time 
selecting elements manually. Moreover, by using PyXRF we can observe the result of forward calculation 
at real time while adjusting input parameters. This will help us perform sensitivity analysis, and find an 
appropriate initial guess for fitting. Furthermore, we also create an advanced mode for professional users 
to construct their own fitting strategies with a full control of each fitting parameter. A convenient I/O in-
terface was designed to obtain data directly from NSLS-II experimental database. We also discuss some 
fitting results from latest experiments at NSLS-II. 
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Automatic Processing of Multi-modal Chemical Tomography Datasets  
A.D. Parsons a, S. Pricea , A. M. Bealebc, M. Bashama, N. Wadesona, J. F. W. Mosselmansa, P. 

D. Quinna

aDiamond Light Source, Didcot ,OX11 0DE
bUK Catalysis Hub, Research Complex at Harwell, Didcot  OX11 0FA 

cUniversity College London, London, WC1H 0AJ

Biological and material science problems are often investigated by a single microscopy/ spectroscopy 
technique. However, such investigations using a single technique often yield deeper questions that require 
further investigation.  The continuing development of chemical tomography techniques, yielding spatially 
resolved information on e.g. elemental and phase distribution, is able to provide a more detailed picture of 
the nature of a material than the corresponding bulk measurements.

One example  of a system that benefits from multi technique analysis is the determination of the active 
state of a catalyst. The physicochemical state of a material is a key factor in determining catalytic activity 
and selectivity, however rarely are such materials structurally or compositionally homogeneous. The use 
of X-ray fluorescence computed tomography (XRF-CT) is able to identify the location of the active state, 
but not its crystal structure or chemical state.  For this, the collection of X-ray diffraction computed 
tomography (XRD-CT) or X-ray absorption near edge structure computed tomography (XANES-CT) is 
required[1]. These datasets are collected in parallel, not only reducing the duration (and hence required 
dose) of the experiment, but also guaranteeing the sample was in the same state for each measurement, 
something not possible is an dynamic industrial catalyst. This ultimately provides data for correlative 
image processing.

Processing time is a major consideration when designing an experiment to collect high quality data from 
such a multi-modal experiment, since the number of processing hours soon exceeds that which is viable 
for a user to spend processing them. This also detracts from the possibility of real-time analysis as the 
experiment progresses, so users are often left until they leave the beamline to assess how successful the 
experiment was. Ideally, the user would be able to view the reconstructed data as the experiment 
progresses, enabling them to guide the experiment on the fly.

Big data pipelines are already having a significant impact 
on the data analysis world outside of science, but are 
limited to low dimensionality data-sets. Savu[2] is a 
python based data processing pipeline developed at DLS 
that is targeted specifically at the higher dimensionality of 
scientific data-sets. Scientists can write simple plugins to 
the pipeline that can then be applied in a modular manner 
to the data to reduce it to its final state dramatically 
improving the processing time of the data.

We present the results of benchmarking the performance 
improvement versus a standard, user-based processing 
chain for this example data-set, demonstrating a dramatic 
increase in processing time and provide scope for future 
improvements as we push computationally intensive data 
processing towards real-time feedback.

References
[1] Price et al. Phys. Chem. Chem. Phys., 2015, 17, 521--529 
[2]  Atwood et al. Phil. Trans. R. Soc. A 373: 20140398

Figure 1: The experimental set-up for a multimodal 
absorption, XRF, XANES and XRD contrast CT, 
measurement of an industrial catalyst.
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nm-scale Spatial Resolution X-ray Imaging with MLL Nanofocusing Optics: 
Instrumentational Challenges and Opportunities

E. Nazaretski1, Hanfei Yan1, K. Lauer1, X. Huang1, W. Xu1, S. Kalbfleisch1, Hui Yan1, Li Li1, N. Bouet1, J. 
Zhou1, D. Shu2, R. Conley2, and Y. S. Chu1

1NSLS-II, Brookhaven National Laboratory, Upton, NY, USA
2Advanced Photon Source, Argonne National Laboratory, Argonne, USA

The Hard X-ray Nanoprobe (HXN) beamline at NSLS-II has been designed and constructed to enable 
imaging experiments with unprecedented spatial resolution and detection sensitivity. The HXN X-ray Mi-
croscope is a key instrument for the beamline, providing a suite of experimental capabilities which in-
cludes scanning fluorescence, diffraction, differential phase contrast and ptychography utilizing Multi-
layer Laue Lenses (MLL) and zoneplate (ZP) as nanofocusing optics. During this presentation, different 
phases of the X-ray microscope development process will be reviewed. Various prototype systems de-
signed and constructed prior to completion of the HXN-microscope will be discussed. First data demon-
strating ~15 x 15 nm spatial resolution imaging using MLL optics will be presented. We will discuss in-
strumentational challenges associated with high spatial resolution imaging and will outline future devel-
opment plans.
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Development of a soft X-ray ptychography beamline at SSRL and its applica-
tion in the study of energy storage materials 

Anna M. Wisea, Hendrik Ohldaga, William Chuehb, Joshua Turnera, Michael F. Toneya                            
Johanna Nelson Wekera 

aSLAC National Accelerator Laboratory,2575 Sand Hill Road, Menlo Park, CA 94025                         
bMaterials Science and Engineering, Stanford University, Stanford, CA 94305 

Author Email: amwise@slac.stanford.edu 

 

Ptychography is an emerging high resolution coherent imaging technique which can improve the resolu-
tion of scanning transmission X-ray microscopy (STXM) by over ten-fold. Development of this capability 
is underway at SSRL to establish sub-5 nm resolution in situ ptychography with near-edge X-ray 
absorption fine structure (NEXAFS) imaging. This is being achieved via an upgrade of the current soft X-
ray STXM chamber on beamline 13-1, involving the installation of an area detector and an interferometer 
system for high precision sample motor control. The undulator source on beamline 13-1 provides the 
spatially and temporally coherent X-ray beam required for ptychographic imaging in the energy range 500 
– 1200 eV. This energy range allows access to the oxygen chemistry and the valence states of 3d 
transition metals found in energy storage materials, making soft x-ray ptychography a particularly 
powerful tool to study the chemical states and structure of battery materials at relevant length scales. The 
implementation of in situ ptychographic imaging can therefore provide a wealth of additional information 
on battery operation and failure, with measurements possible at comparable imaging resolutions to TEM 
with a lower radiation dose. The development of this in situ ptychography capability will be described, 
along with its application to the study of energy storage materials.  
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Strategies for Cost Minimization in X-ray Microscopy

Garth J. Williams, Yu-chen Karen Chen-Wiegart, Juergen Thieme
aNational Synchrotron Light Source II, Brookhaven National Laboratory, UPTON NY, USA

Author Email: gwilliams@bnl.gov

The clear trend in the advancement of x-ray user facilities is a steady increase in the spectral brightness of 
the photons produced by their sources.  Practically, very bright sources benefit the end user by delivering 
more photons per unit phase space, which translates directly into higher flux densities in focal spots, e.g., 
in x-ray microscopy, and spectral windows, e.g., in inelastic spectroscopy.  At the Sub-micron Resolution 
X-ray Spectroscopy (SRX) beamline1 of NSLS-II, this capability will be exploited to provide not only 
world-class scanning transmission and emission spectromicroscopy, but can also be leveraged to increase 
spatial and temporal resolution through novel techniques that require high spectral brightness from first 
principles. Since these advanced techniques are not always easily implemented, the best use of the high-
spectral-brightness source will depend upon the goals of the individual experiment; therefore, extracting 

Using the design parameters and recent results from SRX, we will discuss the applicability and limita-
tions—in both the spatial and temporal domains—of various advanced imaging methodologies, including 
coherent imaging and differential phase contrast methods. Simulations of instrument and data collection 
performance will be presented.

References
[1] http://www.bnl.gov/ps/beamlines/beamline.php?b=SRX (http://tinyurl.com/srx-5id)
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The Color X-ray Camera – Basics and Applications of a 2D X-Ray Detector
Martin Radtke a, Ana de Oliveira Guilherme Buzanich a, Uwe Reinholz a, Heinrich Riesemeier a,

Oliver Scharf b

a BAM Federal Institute for Materials Research and Testing, Richard-Willstaetter-Strasse 11, 12489 Ber-
lin, Germany, b IfG-Institute for Scientific Instruments GmbH, Rudower Chaussee 29/31, 12489 Berlin, 

Germany

Author Email: martin.radtke@bam.de

The Color X-ray Camera CXC or SLcam® is an energy-resolving X-ray camera capable of energy- and 
space-resolved measurements. It consists of a high-speed CCD detector coupled to a polycapillary optic 
that conducts the X-ray photons from the probe to distinct pixels onto the detector.

The camera is capable of fast acquisition of spatially and energy resolved fluorescence images. A dedicat-
ed software enables the acquisition and the online processing of the spectral data for all 69696 pixels, 
leading to a real-time visualization of the elements distribution in a sample. It was developed in a joint 
project with BAM, IFG Berlin and PN Sensors.

In this contribution we will mainly discuss the use of the CXC at our beamline, the BAMline at BESSY II 
and imaging applications of the CXC from different areas, like biology and archaeometry. Additionally 
new developments for the use of the detector without optics, like wavelength dispersive detection or 
1shot-XANES, will be presented.

 
 

   

The Color X-ray Camera Trace element distribution in bone 3-D reconstruction of a hornet 

 

References
[1] X-Ray Spectrometry 34 (2), 160 (2005)
[2] Analytical Chemistry 83 (7), 2532 (2011)
[3] Journal of Analytical Atomic Spectrometry 29 (8), 1339 (2014)
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The EIGER Detector Systems for the Swiss Light Source
G. Tintia, A. Bergamaschia, M. Bruecknera,  S. Cartiera,b, R. Dinapolia, D. Greiffenberga, J.H. Jungmann-

Smitha, D. Maliakala,
D. Mezzaa, A. Mozzanicaa, M. Ramillia, Ch. Rudera,  L. Schaedlera,  X. Shia, B. Schmitta

aPaul Scherrer Institut, CH-5232 Villigen PSI
bInstitute for Biomedical Engineering, University and ETH Zurich, Zurich, Switzerland

Author Email: gemma.tinti@psi.ch

Introduction and Objectives

EIGER[1] is a single photon counting hybrid pixel detector developed at the Paul Scherrer Institute (PSI) 
for X-ray detection in the energy range from a few to 25 keV. EIGER has been specifically designed for 
synchrotron applications, such as coherent diffraction imaging and ptychography[2], X-ray photon 
correlation spectroscopy[3], small and wide-angle X-ray scattering and protein crystallography. EIGER 
features a small pixel size (75x75 um2), a high frame rate (up to 22 kHz) and a low dead time between 
frames (down to 4 us). A 32 bit dynamic range can be obtained by data summation on-board before 
transferring the data to a PC. 

Results and Discussion 

An EIGER module consists of a total of 500 kpixels, covering an active area of 8x4 cm2. The EIGER 
modules are the building blocks of large area detectors: a 1.5 detector and a 9 Mpixel one are being 
produced for the cSAXS beamline at the Swiss Light Source at PSI. The high frame rate capabilities are 
preserved for the multi-module detectors due to the fully parallel data processing. 

The EIGER detector is able also to detect low energy electrons in the 10-20 keV energy range. We 
present an experiment in which an EIGER single chip (2x2 cm2) is operated as a detector for photo-
emission electron microscopy (PEEM) as a replacement of the traditional setup with microchannel plates, 
phosphor screen and CCD-camera. Due to the ideal signal to noise ratio and the small pixel size of 
EIGER, the detector shows excellent imaging capabilities. Measurements of the electronic and magnetic 
properties of Fe nanoparticles validate the detector’s good performance.

Conclusions

In the presentation, the performance of the EIGER detector, first applications at synchrotrons and the 
progress towards the operation of large detector systems will be presented. Plans for the development of 
an EIGER detector, optimized for detection of electrons for PEEM applications will also be discussed.     

References
[1]  R. Dinapoli et al., (2011), Nucl. Instr. Meth. A, 650 79.
[2]  M. Guizar-Sicairos et al., (2014) Optics Express 22 - 12 14859. 
[3]  I. Johnson et al., (2012) J. Synchrotron Rad., 19 1001.
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Mirror-based Optical System for the 3rd and 4th Generation 
Synchrotron Radiation Sources

K. Yamauchi1

1Department of Precision Science & Technology, Faculty of Engineering, Osaka University,

Author Email: yamauchi@prec.eng.osaka-u.ac.jp

We have established precision figuring and figure testing methods to fabricate total reflection mirrors for 
synchrotron radiation hard X-rays [1]-[5]. The spot size less than 30nm has been achieved at 15keV X-ray
under the nearly diffraction-limited condition [6]. For the ultimate focusing of SPring-8 beam less than 
10nm, we developed a compensation optical system consisting of multilayer mirrors and a novel phase 
compensator which can adaptively deform with nanometer precision to correct the wavefront error to sat-
isfy the Rayleigh’s quarter wavelength criterion. In the phase compensation optics system, an at-
wavelength wavefront sensing method based on a phase retrieval was originally proposed and used.
Achieved focal spot size was approximately 7 x 8 nm2 [7] - [12]. In the condensation of X-ray free elec-
tron laser, we have modified and improved our fabrication methods to meet mirrors longer than 500mm 
which are required especially in the SACLA focusing. 1µm and 50nm focusing optics have already been 
installed and operated for the application researches [13][14].

We have also developed an advanced KB optics system consisting of 4 mirrors for an achromatic imaging
which needs to satisfy Abbe’s sine condition [15][16]. Performances have been confirmed to have an im-
aging resolution better than 50nm and a field of view as large as 20µm. Coming upgrade of 3rd genera-
tion synchrotron radiation facilities must enable the multiple analysis because of an extremely high 
throughput of each analysis due to the unprecedented brilliance. Toward the multiple analysis, focusing 
optics should have flexibility to provide an appropriate sized beam for each analysis. We are developing 
an adaptive zoom condenser to change the spot size under the diffraction-limited condition [17]. 

Our current works and future plans will be shown in the development of synchrotron radiation reflective 
optics together with some application results.

These works were partially supported by Grants-in-Aid for the Specially Promoted Research, for the sci-
entific research (S), for promotion of XFEL research, for CREST project, and for the Global COE Pro-
gram from the Ministry of Education, Culture, Sports, Science and Technology of Japan (MEXT).
References
[1] K. Yamauchi et al., J. Synchrotron rad., 9 (2002), 313-316.
[2] Y. Mori et al., Rev. Sci. Instr., 71 (2000), 4627-4632.
[3] K. Yamauchi et al., Rev. Sci. Instr., 73 (2002), 4028-4033.
[4] K. Yamauchi et al., Rev. Sci. Instr., 74 (2003), 2894-2898.
[5] H. Mimura et al., Rev. Sci. Instr., 76 (2005) 045102.
[6] H. Mimura et al., Appl. Phys. Lett., 90 (2007), 051903.
[7] K. Yumoto et al., Rev. Sci. Instr., 77 (2006), 093107.
[8] H. Mimura et al., Phys. Rev. A, 77 (2008), 015812.
[9] T. Kimura et al., Jpn. J. Appl. Phys., 48 (2009) 072503.
[10]S. Handa et al., Jpn. J. Appl. Phys., 48 (2009) 096507.
[11]H. Mimura et al., Nature phys., 6 (2010) 122-125.
[12]K. Yamauchi et al., J. Phys. Condens. Matter., 23 (2011) 394206.
[13]K. Yumoto et al., Nat. Photon. 7 (2012) 43-47.
[14]H. Mimura et al., Nat. Commun. 5 (2014) 3539.
[15]S. Matsuyama et al., Opt. Lett. 35 (2011) 3583-3585.
[16]S. Matsuyama et al., Opt. Exp., 20 (2012), 10310-10319.
[17]T. Kimura et al., Opt. Exp., 21 (2013) 9267-9276
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Pushing the Limits of Hard X-Ray Coherent Diffraction Imaging in Terms of 
Resolution and Sensitivity 

Christian G. Schroera,b 

aDeutsches Elektronen-Synchrotron DESY, D-22607 Hamburg, Germany, bDepartment Physik, Universi-
tät Hamburg, Luruper Chaussee 149, D-22761 Hamburg, Germany. 

Author Email: christian.schroer@desy.de 

 

Scanning coherent diffraction microscopy, also known as ptychography, has great potential to close the 
mesoscopic gap and reach into the range of length scales between 10 nm and the atomic scale. While in 
conventional scanning microscopy the spatial resolution is limited by the lateral size of the nanobeam and 
thus by the numerical aperture of the nanofocusing optic, the spatial resolution and contrast in a 
ptychogram depend on the coherent fluence on the sample [1]. In addition, whether a given feature in the 
object can be resolved or not depends on its shape (structure factor) and can vary for different features in 
the object [1].  

Based on these considerations, the route to highest spatial resolution and sensitivity is discussed, extrapo-
lating from current experiments. The optimal ptychographic x-ray microscope needs a source with highest 
possible brilliance and x-ray optics with large numerical aperture to generate the optimal probe beam. 
Thus, the optimal ptychographic microscope is at the same time the best conventional scanning micro-
scope. In addition, in order to resolve weak features within an object and exploit resonant scattering to 
obtain chemical sensitivity [2], the background scattering needs to be minimized, requiring special data 
acquisition strategies.  
References 
[1]  A. Schropp, et al., Appl. Phys. Lett. 100, 253112 (2012).  
[2] R. Hoppe, et al., Appl. Phys. Lett. 102, 203104 (2013). 
 
 
 

20

 X
-ra

y O
p

tic
s I  |

  Tu
e

sd
a

y, Se
p

te
m

b
e

r 15 

23rd International Congress on X-ray Optics and Microanalysis •  September 14-18, 2015  •  Brookhaven National Laboratory

Oral Presentation Abstracts



Interdigitated Silicon CRLs: A Route to Full-field Hard X-ray Microscopy
Hugh Simonsa,b, Frederik Stöhrc, Jonas Michael-Lindhardc, Flemming Jensenc, Ole Hansend,e, Carsten 

Detlefsb, Henning Friis Poulsena

a Department of Physics, Technical University of Denmark, Kgs. Lyngby 2800, Denmark,
b European Synchrotron Radiation Facility, Grenoble 38000, France

c DANCHIP, Technical University of Denmark, Kgs. Lyngby 2800, Denmark
d DTU Nanotech, Technical University of Denmark, Kgs. Lyngby 2800, Denmark

e CINF, Technical University of Denmark, Kgs. Lyngby 2800, Denmark

Author Email: husimo@fysik.dtu.dk

Full-field x-ray microscopy using x-ray objectives has become mainstay of the biological and materials 
sciences. However, the inefficiency of existing high-resolution objectives at x-ray energies above 15 keV 
has limited the technique to weakly absorbing or two- dimensional (2D) samples. Here, we show that im-
aging objectives with significant numerical aperture and spatial resolution may be possible at hard x-ray 
energies by using silicon-based optics comprising 'interdigitated' refractive silicon lenslets. To achieve the 
2D focusing condition, the interdigitated lenslets alternate their focus between the horizontal and vertical 
directions (Fig. 1a). By capitalizing on the nano-manufacturing processes available to silicon, we show 
that it is possible to make powerful, miniaturized imaging CRLs that minimize the inherent inefficiencies 
of silicon-based optics and interdigitated geometries. As a proof-of-concept of Si-based interdigitated ob-
jectives, we demonstrate a prototype interdigitated lens with a resolution of ≈ 255 nm at 17 keV (Fig 
1b).[1]

 
Fig 1. (a) SEM image of the prototype interdigitated 2D silicon lenslet. (b) Image of resolu-
tion test chart recorded using the lens in (a) at an energy of 17 keV and magnification of 11.

References
[1] H. Simons, F. Stöhr, J. Michael-Lindard, F. Jensen, O. Hansen, C. Detlefs and H.F. Poulsen, “Full-field hard x-

ray microscopy with interdigitated silicon lenses”, Submitted (2015)
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Coherent Hard X-ray Microscopy for Mesoscopic Materials Characterization
Irina Snigireva

European Synchrotron radiation Facility, 38043 Grenoble, France

Author Email: irina@esrf.fr

We present a coherent high energy X-ray microscopy brunch of the multimodal instrument which is un-
der the development at the ID06 ESRF beamline. The microscope is developed to study the wide range of 
mesoscopically structured materials. By employing compound refractive lenses, it is possible to com-bine 
diffraction and direct space imaging [1-4]. The diffraction pattern of the specimen formed in the back fo-
cal plane of the condenser and two-dimensional image of the object generated by objective lens in its im-
age plane [5]. The diffraction mode is used to investigate the structure over the macroscopic distances and 
to orient the crystals parallel to the low index direction to perform high-resolution imaging on the local 
scale. The image formation relies on phase contrast due to the interference of several diffracted beams. A 
coherent illumination is needed in imaging mode to ensure a reasonable contrast. The coherence in terms 
of the angular source size determines the lens angular resolution (< 1µrad) to get high resolution diffrac-
tion patterns.

The microscope was applied for study of natural and synthetic opals, metal inverted photonic crystals and 
colloidal suspensions [5-6]. The combination of the direct-space imaging and high resolution diffraction 
provide a wealth of information on their local structure and the long range periodic order. Short acquisi-
tion times with modern area detectors allow to extend the microscope to time-resolved studies of the crys-
tallization dynamics, response of the mesoscopic structures to external stimuli such as mechanical strain, 
temperature jump or temperature gradient as well as external fields. 

References
[1] A. Snigirev, V. Kohn, I. Snigireva, B. Lengeler, Nature, 384, 49-51 (1996).
[2] V. Kohn, I. Snigireva, A. Snigirev, Opt. Comm., 216, 247-260 (2003). 
[3] M. Drakopoulos, A. Snigirev, I. Snigireva, J. Schilling, Appl. Phys. Lett., 86, 014102 (2005).
[4] P. Ershov, S. Kuznetsov, I. Snigireva, V. Yunkin, A. Goikhman. A. Snigirev, Appl. Cryst. 46, 1475-1480 (2013).
[5] A. Bosak, I. Snigireva, K. Napolskii, A. Snigirev, Adv. Mater., 22, 3256-3259 (2010).
[6] D. Byelov et al, RSC Advances, 3, 15670 (2013).
...
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Multilayer Laue lenses X-ray nanofocusing optics fabrication  
Nathalie Boueta, Juan Zhoua, Raymond Conleyb,a, Matthew Vescovia, Hanfei Yana, Xiaojing Huanga, 

Cheng-Hung Linc, Jimmy Biancarosaa, Sebastian Klabfleischa, Yong S. Chua 
aBrookhaven National Laboratory, NSLS-II, PO Box 5000, Upton NY 11973, bArgonne National 

Laboratory, Advanced Photon Source, 9700 S. Cass Avenue, Argonne IL60439, cInstitute of Physics, 
Academia Sinica, Taipei, 11529, Taiwan 

Author Email: bouet@bnl.gov 

 

The high spatial resolution of 10nm and below needed at the next generation of synchrotron beamlines has pushed the 
development of nanofocusing optics. In the same time, progress in thin film deposition and nanofabrication techniques 
have broaden the possibilities for fabrication of new devices with larger design flexibility and control. At the 
crossroads of both fields, multilayer Laue lenses (MLLs) have been receiving increased attention in the last few years 
[1]. A MLL consists of a depth-graded multilayer which is subsequently sectioned into a high–aspect ratio structure 
to become a usable optic. Sectioning of multilayered structures into high aspect ratios presents enormous challenges 
in order to produce high quality MLLs, especially as the aperture size continues to increase. In the past few years, 
focusing resolution using flat MLLs has been demonstrated to approach the diffraction limit [2]. The growing demand 
for optics that combine high resolution, large working distance, and high efficiency for hard X-ray microscopy is now 
pushing the development of large aperture and wedged MLLs. In this presentation, we report our progress on the 
fabrication of large aperture flat and wedged multilayer Laue lenses [3].  

Work supported by U.S. Department of Energy, Office of Basic Energy Sciences, under Contract No. DE-SC0012704 
for BNL and DE-AC02-06CH11357 for ANL. 

 
References 
[1] Yan, H., et al., Journal of Physics D: Applied Physics 47 (26), 263001 (2014). 
[2] Huang, X., et al., Scientific Reports 3, 3562 (2013) 
[3] Huang, X., et al. Optics Express 23 (10) 12496 (2015) 
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Grating interferometry at ESRF: recent improvements and developements  

Ruiz-Yaniz M.a,b, Zanette I. b,c, Rack A.a , Pfeiffer F.b,d 

a European Synchrotron Radiation Facility, Grenoble, France 
 

b Lehrstuhl fuur Biomedizinische Physik, Technische Universität München, München, Germany 
c Diamond Light Source, Oxford, United Kingdom 

e Institut für Diagnostische und Interventionnelle Radiologie, Technische Universität München, München, Germany 

Introduction and Objectives 

X-ray grating interferometry is a multimodal x-ray imaging technique that was developed in the early 
2000’s [1]. During the last decade the technique has been extensively exploited for soft material 
characterization and biomedical applications [2,3]. Several characteristics make this technique of great 
interest for a wide range of applications. It simultaneously acquires three different image signals: 
absorption, differential phase and dark-field [4]. It enables the 3 dimensional quantification of the index 
of refraction of materials. Furtheremore, this technique can be easily implemented at laboratory x-ray 
sources [5]. For all these reasons grating interferometry is of particular interest for many different fields 
in need of high sensitivity in the micrometer range. However, the image acquisition procedure remains 
quite long (~ few hours) in comparison to other x-ray imaging techniques such as propagation-based 
imaging (~ few minutes). This work presents an important step on the way of making the image 
acquisition in grating interferometry shorter and competitive with other phase contrast imaging 
techniques. 
 
Results and Discussion  

In the following we will show the latest advances of the instrument at the ID19 beamline of the ESRF, which was 
previously only used with monochromatic x-rays with an energy bandwidth of ΔE/E ≈10-4 reached by Bragg-
reflection/double-crystal monochromator Si(111). The instrument has now been characterized using x-rays with 
a broader energy bandwidth of ΔE/E ≈10-2. A specific high sensitivity phase-phantom was designed for this purpose. 
We show the results of the measurement of this phantom and we discuss the challenges of making the imaging 
procedure shorter while keeping the quantitativeness and the high sensitivity of it.  
 
Conclusions 

Grating interferometry is a unique technique to quantitatively characterize the index of refraction of 
different materials with a sensitivity that is not comparable to any other non-destructive technique. The 
use of broader energy bandwidth x-rays and higher flux can be usefull to perform shorter scans. Big 
efforts are being made towards faster acquisition schemes that will in the near future shorten the 
experimental time needed.  
 
References 
 
[1] A. Momose et al. Jpn. J. Appl. Phys. 42 L866 (2003)  
[2] I. Zanette et al. RSC Advances Vol. 3(43), pp. 19816-19819 (2013) 
[3] A. Sarapata et al. Review of Scientific Instruments Vol. 85(10), pp. 103708 (2014) 
[4] F. Pfeiffer et al. Nature Materials Vol. 7(2), pp. 134-137 (2008) 
[5] F. Pfeiffer Nature Physics Vol. 2(4), pp. 258-261 (2006) 
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Zone Plates for Nanoscale X-ray Imaging
Stefan Rehbeina, Stephan Wernera, Peter Guttmanna, Christoph Pratscha, Gerd Schneidera

aHelmholtz-Zentrum Berlin für Materialien und Energie GmbH, Institute for Soft Matter and Functional
Materials, Berlin, 12489, Germany

Author Email: rehbein@helmholtz-berlin.de

Fresnel zone plates are the key optical elements for nanoscale imaging of soft and hard X-rays with high 
spatial resolution. To date, highest spatial resolutions of about 10 nm half-pitch were reported [1-3] in 
zone plate based x-ray microscopy. However, conventional zone plates manufactured by planar 
nanostructuring processes are limited by the achievable aspect ratios of their zones. Therefore, the 
combination of high spatial resolution and high diffraction efficiency is still a fundamental problem in X-
ray optics. Furthermore, electrodynamical simulations show that efficient, ultra-high resolution zone plate 
optics require 3-D shaped tilted zones to benefit from volume diffraction effects. 

Our approach to realize such advanced 3-D profiles for soft X-ray focusing is on-chip stacking of multiple 
zone plate layers with decreasing zone radii. Additionally, on-chip stacking permits to manufacture high 
efficient, high resolution diffraction optics for the tender and hard X-ray energy range by multiplying the 
aspect ratio of the zone structures. We demonstrate triple layer on-chip stacked zone plates with an 
overlay accuracy of sub-2 nm which fulfills the nanofabrication requirements [4].

References
[1] W. Chao, P. Fischer, T. Tyliszczak, S. Rekawa, E. Anderson, and P. Naulleau, “Real space soft x-ray imaging at

10 nm spatial resolution,” Opt. Express 20(9), 9777–9783 (2012).
[2] J. Vila-Comamala, K. Jefimovs, J. Raabe, T. Pilvi, R. H. Fink, M. Senoner, A. Massdorf, M. Ritala, and C.

David, “Advanced thin film technology for ultrahigh resolution X-ray microscopy,” Ultramicroscopy 109(11),
1360–1364 (2009).

[3] S. Rehbein, P. Guttmann, S. Werner, and G. Schneider, “Characterization of the resolving power and contrast
transfer function of a transmission X-ray microscope with partially coherent illumination,” Opt. Express 20(6),
5830–5839 (2012).

[4] S. Werner, S. Rehbein, P. Guttmann, and G. Schneider, “3-D structured on-chip stacked zone plates for
nanoscale X-ray imaging with high efficiency,” Nano Research 7, 528–535 (2014).

25

 T
u

e
sd

a
y,

 S
e

p
te

m
b

e
r 

15
  |

  X
-r

a
y 

O
p

tic
s 

II

23rd International Congress on X-ray Optics and Microanalysis  •  September 14-18, 2015  •  Brookhaven National Laboratory

Oral Presentation Abstracts



Application and Optics Concepts for Scanning and Full-field X-ray 
Microscopy with Multilayer Laue Lenses

S. Niesea, S. Braunb, M. Burghammerc, R. Dietscha, A. Kubecb,
K. Melzerd, J. Patommele, E. Zschechd

a AXO DRESDEN GmbH, 01237 Dresden, Germany, b Fraunhofer Institute for Material and 
Beam Technology IWS, 01277 Dresden, Germany, c European Synchrotron Radiation Facility 
ESRF, BP 220, F-38043 Grenoble, France, d Fraunhofer Institute for Ceramics Technologies 

and Systems - Materials Diagnostics IKTS-MD, 01109 Dresden, Germany, e Institute of 
Structural Physics, Technische Universität Dresden, 01069 Dresden, Germany

Introduction and Objectives

Multilayer Laue lenses (MLL) are an emerging type of X-ray lenses that are fabricated by thin film 
deposition of multiple layers obeying the zone plate law on a smooth substrate and by subsequent 
micromachining such as focused ion beam milling. This technological approach results in very small zone 
widths down to single nanometers and virtually unlimited aspect ratios. Thus, enhancements in terms of 
efficiency and resolution are expected in particular for hard X-ray applications. We report (a) on recent 
results of the characterization of crossed and wedged MLLs using scanning X-ray microscopy, and (b) on 
an alternative condenser concept using MLLs for full-field X-ray microscopy with high photon energies.

Results and Discussion 

We manufactured a multilayer stack consisting of 7000 individual layers to obtain MLLs with a focal 
length of 6.7 mm at 10.5 keV X-ray photon energy using WSi2 and Si as alternating absorber and spacer 
materials. From this multilayer stack, several flat and wedged [1] MLL segments were manufactured. 
Both types were then used for point focusing experiments at beamline ID 13 of ESRF. With focal spot 
sizes of 33 nm × 28 nm and 43 nm × 44 nm reconstructed by ptychography [2], both types provided
nearly diffraction limited focusing for their respective apertures of 23 × 23 µm² and 15 × 15 µm² [3].

It was shown that MLLs are potential novel optics for full-field X-ray microscopy [4]. The illumination of 
the object plane can be optimized, if the monocapillary is replaced by a multilayer mirror based 
condenser. This setup is characterized by a better matching of the numerical apertures of condenser and 
MLL, a decent monochromatization, and the applicability of photon energies E > 10 keV.
References

[1] S. Niese et al. "Fabrication of customizable wedged multilayer Laue lenses by adding a stress layer." Thin Solid 
Films 571 (2014): 321-324.

[2] S. Hönig et al. "Full optical characterization of coherent x-ray nanobeams by ptychographic imaging." Optics 
Express 19.17 (2011): 16324-16329. 

[3] A. Kubec et al. "Focusing Properties of Crossed Wedged Multilayer Laue Lenses." ESRF Experimental reports 
(2014).

[4] S. Niese et al. ”Full-field X-ray microscopy with crossed partial multilayer Laue lenses.” Optics Express 22
(2014): 20008-20013.
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High-energy X-ray Focused Microbeam by using KB Mirrors and 
Sagittal Bent Laue Monochromator

Xinguo Hong1, Lars Ehm1,2, Zhong Zhong2, Sanjit Ghose2, Thomas S. Duffy3 and
Donald J. Weidner1

1Mineral Physics Institute, Stony Brook University, Stony Brook, NY 11794; 2Photon Sciences 
Directorate, Brookhaven National Laboratory, Upton, NY 11973; 3Department of Geosciences, 

Princeton University, Princeton, New Jersey 08544

Introduction and Objectives

It is proven that the high-energy X-ray diffraction in terms of atomic pair distribution function (PDF)
technique is a powerful tool for studying crystalline, disordered and nano materials [1-3]. Although there 
is increasingly demand for high energy X-ray microbeam in the fields of material sciences and high 
pressure geosciences, focusing a high energy X-ray beam down to microbeam size is still a challenge.

Results and Discussion 

The double-Laue crystal monochromator (DLCM) has advantages of high angular acceptance, high 
photon flux and high thermal loading stability, making it well suited for providing the intense high-energy 
X-ray beam. The high-energy DLCM at the X17B3 beamline, the National Synchrotron Light Source 
(NSLS), Brookhaven National Laboratory, has a fixed energy at 80 keV for high-energy diffraction 
experiment[4]. However, acquiring PDFs using a large unfocused beam for high-pressure DAC 
experiments results in low intensity imposed by tiny sample chamber of the DAC and long-time data 
collection, making PDF measurement at pressures much higher than 10 GPa not yet possible [2].

In this conference, we present our recent progress in focusing the high energy X-ray beam to obtain 
intense microbeam by using KB mirrors in combination with sagittal bent Laue monochromator. Some 
examples of the compressibility properties of nanoparticles, such as n-Au, n-Ag and n-Pt, in the diamond 
anvil cell under quasi-hydrostatic conditions at high pressures will be presented.

Conclusions

We have obtained intense high-energy microbeam for decent high-pressure PDF measurements by a 
combination of KB mirrors with the bending DLCM focusing techniques.

References:
1. Billinge Simon, J.L., The atomic pair distribution function: past and present, in Zeitschrift für 

Kristallographie/International journal for structural, physical, and chemical aspects of crystalline 
materials. 2004. p. 117.

2. Martin, C.D., et al., Quantitative high-pressure pair distribution function analysis of nanocrystalline gold.
Applied Physics Letters, 2005. 86(6): p. 061910.

3. Hong, X., L. Ehm, and T.S. Duffy, Polyhedral units and network connectivity in GeO2 glass at high 
pressure: An X-ray total scattering investigation. Applied Physics Letters, 2014. 105(8): p. 081904.

4. Zhong, Z., et al., Sagittal focusing of high-energy synchrotron X-rays with asymmetric Laue crystals. I. 
Theoretical considerations. Journal of Applied Crystallography, 2001. 34(4): p. 504-509.
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A Large Area Rapid Imaging Analysis Tool.
Conan Weilanda, Cherno Jayeb, Daniel A Fischerb, Kirk Scammonc, Jeffrey Hagend, Peter Sobola, and 

Edward L Principea

aSynchrotron Research, Inc., bNational Institute of Standards and Technology, cUniversity of Central 
Florida, dHagen Scientific, LLC

Author Email: cweiland@synchres.com

The Large Area Rapid Imaging Analysis Tool, or LARIAT, has been designed to provide full-field near 
edge x-ray absorption spectroscopy (NEXAFS) imaging.  Using the combination of a magnetic projection 
lens and grid-less electrostatic lenses, LARIAT is capable of collecting all electrons emitted within the 
field of view, leading to high quality images with a collection rate limited in many instances by the elec-
tronics readout.  Raw image resolutions on the order of 5 μm have been achieved, and can be improved 
by an order of magnitude using a suite of image processing tools. LARIAT will be installed on the NIST 
‘SST’ beamline suite at NSLS II.  Here we will provide an overview of the system design, some initial 
results from testing at NSLS, and recent updates.
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Developments in Reflective X-ray Optics for the ESRF Upgrade Programme
R. Barrett

X-ray Optics Group, ESRF, CS 40220, 38043 Grenoble Cedex 9, France.

Author Email: barrett@esrf.fr

An important element of Phase I of the ESRF Upgrade Programme, has been the renewal of the X-ray 
instrument portfolio with 19 new or refurbished beamlines. This programme has driven the development 
of a considerable number of new reflective optical systems. Within this upgrade programme over 35 mir-
ror and multilayer optics systems for the new beamlines have been designed, assembled and installed by 
the ESRF. These devices range from high heat-load mirror systems to multilayer-based nanofocusing mir-
ror systems and also include multilayer-based monochromators. The use of generic design principles has 
enabled the delivery of tailored systems to the beamlines based upon well proven solutions. In particular 
for the micro- and nano-focusing mirror systems this approach has permitted an optimized integration of 
the opto-mechanics within the end-station design allowing the use of compact and inherently stable focus-
ing.

Critical for the success of this strategy has been the availability of in-house expertise in a variety of do-
mains, spanning mechanical design and modelling, cooling technologies, thin-film coating methods and 
advanced motion and surface metrology methods. For the latter it is particularly important for the ex-situ 
validation of the system that, wherever possible, characterization of the optical surface can be performed 
not only in the unconstrained state but also in the final opto-mechanical mount. 

This talk will present a selection of the reflective optics which have been implemented at these new ESRF 
beamlines with particular emphasis upon i) high-heat load mirror systems and ii) dynamically and stati-
cally figured mirror systems for micro- and nano-focusing. These illustrated examples will also serve to 
demonstrate the current level of ESRF expertise in the various key technological fields indicated above. 

Phase II of the ESRF Upgrade Programme, which began in 2015, heralds the beginning of the project 
which will involve the replacement of the current ESRF storage ring within the existing accelerator tunnel 
by a new ultra-low-emittance 6 GeV hybrid multibend achromat (MBA) lattice [1]. This will offer hard 
X-ray synchrotron beams of unprecedented brightness and coherence. Some of the challenges and oppor-
tunities that will be offered by the new beam characteristics for X-ray optical systems will be addressed.

References
[1] J. Susini et al., “New Challenges in Beamline Instrumentation for the ESRF Upgrade Programme Phase II.” J.

Synch. Rad. 21, [5] (2014): 986–95. doi:10.1107/S1600577514015951
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Development of bimorph X-ray nanofocusing mirrors 

L. Peverinia, S.G. Alcockb, I. Nisteab, H. Wangb, K.J.S. Sawhneyb, 
H. Guadalupia, C. du Jeua, J.J. Ferméa 

 

Thales SESO, Pôle d’activité d’Aix les Milles, 13593 Aix en Provence CEDEX 3, Francea 

Diamond Light Source, Harwell Science & Innovation Campus, Didcot, Oxfordshire, UKb,  

Introduction and Objectives 

In recent years, several schemes have been proposed to focus intense X-ray beams into a spot with 
diameter <10 nm. Various optics such as mirrors, multilayer Laue lenses, and zone plates have been 
proposed to create nano-focused X-ray beams. Although the principle of X-ray nano-focusing was proven 
several years ago, routine production still remains a technological challenge. Making such beams 
available to the general scientific community would greatly enhance many research areas including X-ray 
imaging, spectroscopy, and nano-diffraction. A joint R&D program between Thales SESO and the Optics 
Group at Diamond Light Source (DLS) has been established to create a nano-focusing X-ray mirror based 
on bimorph technology previously developed at Thales SESO [1-3].  
 

Results and Discussion  

During the first year of collaboration, a set of concepts and technologies were investigated. Two 
prototypes were created based on 1st [1, 2] and 2nd [3, 4] generation bimorph mirror technology. The 
ultrathin 1st generation prototype (150mm long) was polished flat using traditional methods. Sixteen 
embedded piezo electrodes permit localised correction of polishing defects and for the mirror to be bent to 
an extremely wide range of curvatures (~30 m concave to ~120m convex). This enables the mirror to be 
bent to a short radius ellipse optimised for X-ray use at DLS’s Test beamline B16 [5]. A novel 2nd 
generation bimorph prototype was also built. This substrate is substantially thicker and its optical surface 
was pre-shaped to a given ellipse using traditional polishing and ion beam figuring. A number of 
polishing techniques were combined at different stages of mirror fabrication. In both cases, a set of 
wavefront sensing methods and metrology instruments were used to assist development of these two 
technologies [6].  
 

Conclusions 

Two mirror prototypes, based on 1st and 2nd generation bimorph technology, have been created. Their 
dynamic behaviour has been characterised using X-rays and traditional visible light instruments including 
interferometers and the Diamond-NOM slope profilometer. Advantages and shortcomings inherent to 
both technologies, as well as focusing results, will be discussed during this contribution.  
 
References 
[1] R. Signorato, O. Hignette, & J. Goulon (1998) J. Synchrotron. Rad. 5, 797-800 
[2] J.-F. Carre´, (2009) US 7618149 B2 
[3] J.-F. Carre´, (2011) EP 2354832 A1 
[4] S.G. Alcock, et al. (2015) J. Synchrotron Rad. 22 
[5] K.J.S. Sawhney et al. (2010) AIP Conf. Proc. 1234, 387 
[6] Kawal Sawhney , et al. (2013) Synchrotron Radiation News, 26:5, 17  
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and high efficiency 
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aKey Laboratory of Advanced Micro Structural Materials, Ministry of Education, Institute of Precision 
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China, 
bInstitute of Crystallography, Russian Academy of Sciences, Moscow, Russia 

cShanghai Institute of Applied Physics, Chinese Academy of Sciences, Shanghai 201204, China 

Author Email: huangqs@tongji.edu.cn  , wangzs@tongji.edu.cn  

 

High resolution X-ray diffraction optics with high efficiency are the key components to probe the struc-
ture and dynamics of matters. Combining X-ray multilayers with high quality gratings can further im-
prove the spectral resolution and efficiency/throughput of the diffraction optics to serve the advanced ap-
plications like high resolution x-ray spectroscopy and imaging [1]. A unified analytical theory and differ-
ent types of multilayer gratings are under development in our lab, particularly the blazed multilayer grat-
ing (BMG). The unified analytical theory presents consistent results with numerical methods with much 
faster calculation speed, which also help reveal the influence of the grating structure on its optical proper-
ties [2]. The blazed grating substrate is produced by wet anisotropic etching of a single crystalline silicon. 
This method can generate sharp triangular profile with atomically smooth surface which is very important 
for achieving the high efficiency in theory [3]. Progress in both theory and experiments will be discussed 
here.  

 
References 
[1]  Ament LJP, Veenendaal M, Devereaux TP, Hill JP, and BrinkJ, Resonant inelastic x-ray scattering studies of 

elementary excitations, Rev. Mod. Phys. 83, 705 (2011). 
[2] Yang X, Kozhevnikov I V, Huang Q, and Wang Z, Unified analytical theory of single-order soft x-ray multi-

layer gratings, J. Opt. Soc. Am. B 2015; 32(4): 506-522. 
[3]  Dmitriy L. Voronov, Minseung Ahn, Erik H. Anderson, Rossana Cambie, Chih-Hao Chang, High-efficiency 

5000 lines/mm multilayer-coated blazed grating for extreme ultraviolet wavelengths, Opt. Lett, 35(15), 2615 
(2010). 
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High Energy Micro-Diffraction
Veijo Honkimäki

ESRF, Grenoble, France

Email: honkimak@esrf.fr

Many natural and technologically important interfaces lie deeply buried beneath their exposed surfaces. In 
order to access them with a non-destructive technique, an in situ probe with the potential for molecular-
scale resolution is required. High-energy x-ray micro beams are the ideal probe due to their large penetra-
tion power, thereby making a wide variety of buried interfaces accessible for structural studies. The basic 
principle exploits the large penetration of high-energy x-rays at low angles so that only the one interface 
of interest is illuminated with x-rays. This reduces the number of interfaces that contribute to the scattered 
signal and enables the use of two general techniques, x-ray reflectivity and grazing-incidence diffraction, 
on interfaces that are otherwise inaccessible. It has turned out that the very small size of the incident 
beam, as required for small incident angles at high energies, also serves to reduce the background, giving 
access to molecular or even atomic resolution in most cases. 

Any information encoded within the diffraction signal can be used to reconstruct 2D or 3D representa-
tions of the state of a sample providing much more physically and chemically relevant information than 
conventional tomographic techniques based on electron density variations alone. Thanks to recent ad-
vances in high-energy x-ray production, focusing and detection, time-resolved diffraction tomography 
experiments are now possible. This has been most prominently employed for the study of the evolution of 
industrial catalysts undergoing a thermal treatment as a route to the formation of the active phase. The 
obtained results constitute a new way of monitoring intricate chemistry in space and time within materi-
als.
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Visualizing pigment distributions and their degradation products in oil 

paintings using a non-destructive macroscopic XRF/XRPD scanning system 

F. Vanmeert a, W. De Nolf a, G. Van der Snickt a, S. Legrand a, J. Dik b, and K. Janssens a 

aAXES, Department of Chemistry, University of Antwerp, Belgium 

 bMAA, Department of Materials Science, Delft University of Technology, The Netherlands 

Author Email: frederik.vanmeert@uantwerpen.be 

 

Over the past years macroscopic X-ray fluorescence (MA-XRF) has proven to be a useful tool for 
imaging of large cultural heritage objects, e.g. oil paintings.[1-3] The resulting elemental maps provide 
complementary information to methods such as X-ray radiography (XRR) and Infra-red reflectography 
(IRR) that are traditionally used for the investigation of these artworks, and can be used to study the 
distribution of various pigments on or beneath the surface. However, a main limitation of MA-XRF is that 
the distribution images are element-specific rather than pigment-specific. This becomes a problem for 
example when the pigments lead white (cerussite, PbCO3 and/or hydrocerussite, 2PbCO3.Pb(OH)2), red 
lead (minium, Pb3O4), Naples Yellow (bindheimite, PbSb2O6.PbO or rosiaite, PbSb2O6) and Lead Tin 
Yellow (Pb2SnO4) are used together, which will all contribute to the Pb-L and Pb-M distribution maps. A 
second drawback of this technique is the energy-dependent sampling depth for the different elements. The 
elemental images corresponding to low energy X-rays such as e.g. Pb-M, K-K, Ca-K show information 
limited to only the top surface of the painting, while for lighter elements such as, e.g. Na, Si, P no 
fluorescence signals are detected. 

To overcome the above-mentioned limitations, a laboratory macroscopic X-ray powder diffraction (MA-
XRPD) system has been constructed employing a monochromatic (Ag-Kα) X-ray source of low angular 
divergence (IµSHB, Incoatec), delivering about 107 ph/s in a focal spot of around 100 µm and a single 
photon-counting X-ray diffraction camera (PILATUS 200K, Dectris). This system allows for the 
simultaneous recording of XRF and XRPD distribution images from macroscopic objects with a typical 
lateral resolution in the 0.1 – 1 mm range and dwell times per pixel of several seconds (1-10 s). 
Both in our laboratory as well as on-site, a series of measurements on oil paintings from various artists 
and time periods were performed that reveal meaningful pigment-specific distribution images of different 
crystalline compounds such as lazurite (Na4Ca4Al6Si6O24S2), azurite (2CuCO3.Cu(OH)2), calcite (CaCO3), 
hydrocerussite, cerussite, cinnabar (HgS), bindheimite, etc. yielding information on both visible and 
covered paint layers. Furthermore, the results highlight the different usages by the artists of cerussite and 
hydrocerussite, both of which are found to be present in different compositions in the pigment lead white. 
As a final part the presence of various compounds that are believed to have formed over time as alteration 
products on these artworks will be discussed. 
 
References 
[1]  Alfeld, M.; Janssens, K.; Dik, J.; de Nolf, W.; van der Snickt, G. J. Anal. At. Spectrom. 2011, 26, 899. 
[2] Alfeld, M.; Pedroso, J. V.; Hommes, M. V.; Van der Snickt, G.; Tauber, G.; Blaas, J.; Haschke, M.; Erler, K.; 

Dik, J.; Janssens, K. J. Anal. At. Spectrom. 2013, 28, 760. 
[3] Alfeld, M.; Broekaert, J. A. C. Spectrochim. Acta, Part B 2013, 88, 211. 
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Orientation changes upon attachment of spider hairs investigated in situ using 
scanning X-ray nanobeam diffraction and small-angle scattering 

Silja Flennera, Clemens Schaberb, Igor Krasnova, Stanislav Gorbb, Martin Müllerc,a 
aInstitut für Experimentelle und Angewandte Physik der Christian-Albrechts-Universität zu Kiel, bZoolo-

gisches Institut der Christian-Albrechts-Universität zu Kiel, cHelmholtz-Zentrum Geesthacht  

martin.mueller@hzg.de 

 

The hairy attachment system of spiders enables these animals to walk upside-down on plants, walls, on 
rough and smooth surfaces, and support a multiple of the body weight without the use of glue. These out-
standing biological structures comprise of pads including hundreds to thousands of specially designed 
hairs that are made of composite materials consisting of proteins and reinforcing chitin fibers (Fig. 1). The 
goal of our study was to gain an in-depth understanding of the working principle of the attachment and 
detachment processes of single hairs to a surface, which is likely based on the structurally determined ma-
terial properties of the contact elements at the tips of the hairs. The accompanying changes of the shape of 
the contact elements and their self-orientation in parallel with a surface lead to the establishment of van 
der Waals forces between the hair tips and the substrate crucial for attachment. 

Scanning X-ray nanobeam diffraction and small-angle scattering are ideal tools to reveal the structure and 
orientation of the smallest attachment hairs. Moreover, they can be combined with an in situ attach-
ment/detachment procedure. The experiments were performed at the nanobranch of beamline ID13 
(ESRF, Grenoble, France) with a beam size of 100 x 100 nm2 and an energy of 14.9 keV. The tips of sin-
gle adhesive hairs of the spider Cupiennius salei were scanned in a combined WAXS/SAXS configura-
tion in fine detail with a resolution of 250 nm. A piezo-driven actuator was used to move the hairs relative 
to a thin silicon nitride window in order to attach and detach them, respectively.  

Maps of the WAXS and SAXS signals allow for a detailed analysis of single contact elements (Fig. 2). 
Taking the dimensions of the structures with a width of about 1 µm and a thickness of less than 100 nm 
into account, this result is remarkable. The SAXS signals reflect the fiber orientation. Changes upon hair 
attachment concern those orientation aspects of the thinnest structures. Oriented WAXS signals of chitin 
(fiber diffraction patterns) are only found in the hair shaft 50 µm away from the tip. At the tip, amorphous 
rings are measured. This finding points to a complex structural embedding of the chitin fibrils in the pro-
tein matrix and to relatively small chitin aggregates. — Our results will help to improve artificial attach-
ment devices. 

           
Fig. 1 (left): SEM image of the tip of a spider attachment hair; the spatulae making the contact to a sur-
face can clearly be seen. Fig. 2 (right): combined map of WAXS intensities (diffuse ring; color scale) and 
SAXS orientation (black lines) of an attached spider hair. 
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Science and Development Programs at NSLS-II 
Qun Shena 

aNSLS II, Brookhaven National Laboratory, Upton, NY-11973, USA 

Author Email: qshen@bnl.gov 

 

NSLS-II is the newest 3rd generation synchrotron facility in the world and started its operations in the last 
quarter of 2014. When fully built out, NSLS-II will accommodate more than 60 beamlines and provide 
high photon brightness and flux as well as excellent beam stability over a broad range of photon energies, 
and will enable a wide-range of cutting-edge scientific programs from materials and chemical sciences to 
environmental and life sciences. 

 In this presentation I will provide an overview of the NSLS-II scientific programs currently being devel-
oped and commissioned, and describe the suite of research and development projects in x-ray optics and 
instrumentation that are ongoing at NSLS-II.  These projects include nanofocusing optics, nanoposition-
ing, optical metrology, coherent imaging methods, and x-ray optical simulations.  I will conclude with an 
outlook of the future directions that NSLS-II plans to pursue and the ongoing effort to define the next 
suite of beamlines to be constructed at NSLS-II.  
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Correlative Multiple-length-scale X-ray Microscopy at SSRL  
Yijin Liua, Florian Meirerb, Samuel Webba, Johanna Nelson Wekera, Courtney Roacha,  

John Bargara, Sally Bensonc, Bert Weckhuysenb, Piero Pianettaa 
aSSRL, SLAC National Accelerator Laboratory, Menlo Park, CA, USA. 
bInorganic Chemistry and Catalysis group, Debye Institute for Nanomaterials Science, Utrecht Universi-
ty, Utrecht, The Netherlands.  

cDepartment of Energy Resources Engineering, Stanford University, Stanford, CA, USA. 

Author Email: liuyijin@slac.stanford.edu 

 

The studies of complex heterogeneous systems, e.g. research in functional materials and geoscience, usu-
ally requires a suite of analytical tools that are capable of providing complementary information about 
material properties at different length scales. This is due to the fact that the heterogeneity of the complex 
system usually exists across a wide range of length scales.  
X-ray microscopy offers several different imaging modalities, such as full-field X-ray microscopy, scan-
ning X-ray microscopy, and coherent-based X-ray microscopy. These imaging modalities probe structural 
and chemical information at different scales ranging from macro-, micro-, meso-, to nano- scales, depend-
ing on the X-ray optics used and the configuration of the imaging systems. The pros and cons (in resolv-
ing power, sensitivity, data acquisition speed, etc.) of each individual X-ray imaging method naturally 
make the case that the correlative imaging is powerful and beneficial for scientific studies in many fields. 
In this presentation, we show our efforts to establish multiple-length-scale X-ray microscopy platform at 
SSRL [1-4]. We demonstrate the strength of correlative multiple-length-scale X-ray microscopy by pre-
senting two systematic research works, one on complex heterogeneous catalysis material for petroleum 
refining [5] and the other one on underground formation for CO2 sequestration [6]. The scientific cases 
serve as good examples to show the link between the macroscopic behavior and the microscopic proper-
ties at multiple-length-scales.  
  
References 
[1]  Andrews et al., Synchr. Radiat. News 21, 17-26 (2008) 
[2] Bargar et al., SLAC Laboratory Directed Research & Development, SLAC-LDRD-0003-15, (2015) 
[3] Weker et al., SLAC Laboratory Directed Research & Development, SLAC-LDRD-0023-15, (2015) 
[4] Webb et al., http://today.slac.stanford.edu/feature/2007/beamline2-3.asp (2007) 
[5] aMeirer et al., Science Advances 1, e1400199 (2015); bMeirer et al., J. Am. Chem. Soc.137, 102−105 (2015); 

cMeirer et al., Chem. Commun. 51, 8097-8100 (2015); dLiu et al. in prep. 
[6] aYang et al., Scientific Reports 5, 10635 (2015); bHingerl et al., in press 
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Revolutionary X-ray Microbeam Delivery System 

Wenbing Yun, Janos Kirz, Alan Lyon, Dave Reynolds, Benjamin Stripe, Sharon Chen, 
Ian Spink, and Sylvia, JY Lewis

Sigray, Inc., 5750 Imhoff Drive, Concord, CA 94520

We are developing a revolutionary x-ray microbeam delivery system that provides about 100X higher x-
ray flux density than the highest performance commercial x-ray microbeam system currently available.  
The new system is based on a super bright laboratory source that is designed to be substantially brighter 
than the brightest rotating anode x-ray source currently available, coupled with high efficacy, large solid 
angle, axially symmetric optics. It will also offer a substantially wider selection of characteristic x-ray 
energies than are available using the current x-ray source technologies. The outstanding performance of 
the x-ray source is achieved with patent pending x-ray source technology that incorporates the 
outstanding thermal and material properties of diamond as a part of the microstructured anode, creates 
large thermal gradients within the microstructure, and incorporates an optimized electron energy 
deposition profile. The source is also designed to accumulate x-rays generated from a linear array of x-ray 
sub-sources. In addition, it uses axially symmetric x-ray reflection optic with a large solid angle of 
collection from the source and customer selectable beam collimation profile. The high flux x-ray beam 
delivery system represents an important innovation in x-ray beam delivery technology.  Its performance 
will enable substantial performance improvement in a wide range of x-ray analysis techniques, such as 
micro x-ray fluorescence (uXRF), x-ray diffraction (XRD), small angle x-ray scattering (SAXS), and total 
x-ray reflection fluorescence (TXRF). The design and expected performance will be presented.
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High Dimensional Diffractive Imaging with Soft X-rays at the Advanced Light

Source

David A. Shapiro  1, Young-Sang Yu1,4, Maryam Farmand1, Tolek Tyliszczak1, Rich Celestre1, Peter Denes1,

John Joseph3, A.L. David Kilcoyne1, Stefano Marchesini1,2, Tony Warwick1, and Howard A. Padmore1

1 Advanced Light Source, LBNL, Berkeley, CA 94720
2Computational Research Division, LBNL, Berkeley, CA 94720

3Engineering Division, LBNL, Berkeley, CA 94720
4 University of Illinois at Chicago, Chicago, Il

Author Email: dashapiro@lbl.gov

The  resolution  limitation  of  scanning  x-ray  microscopes  has  recently  been  overcome  through  the

development of x-ray ptychography.  A ptychographic microscope operates much like a conventional

scanning probe system in that the sample is scanned quickly and precisely through a focused illumination.

During the scan, the sample is positioned such that neighboring positions are partially redundant and a

full coherent diffraction pattern is measured at each point.  Various phase retrieval algorithms have been

developed which can reconstruct the complex valued transmission of the object and its illumination using

knowledge  of  the  diffraction  intensities  and  the  sample  positioning  [1,2].   Effective  ptychographic

imaging requires a high brightness x-ray beam, high speed detectors, precise and fast scanning, and high

performance  algorithms  and  computation  for  image  reconstruction.   The  Advanced  Light  Source  is

leading an inter-divisional  collaboration within Lawrence Berkeley National  Laboratory which brings

together the world’s experts in each of these key areas for the development of a ptychographic imaging

facility [2,3,4].  Our instrument, called the Nanosurveyor, can generate ptychographic data at 200 Hz and

provide realtime imaging feedback to the user via streaming analysis algorithms run on remote, GPU

based,  computational resources connected by a high speed network.  Using this instrument on a bending

magnet x-ray source, we couple soft x-ray ptychographic imaging, x-ray absorption spectroscopy and

computed tomography to map the oxidation states in a nano-particle based battery electrode at 11 nm

resolution in three dimensions.  Furthermore, we exploit the availability of both absorption and phase

contrast in ptychographic imaging to measure the full refractive spectrum of various materials for the first

time.  We characterize the unique relationship between this spectrum and the achieved image resolution

and show that the complex spectrum can be used to quantify chemical composition with few nanometer

resolution.  The Nanosurveyor instrument will be moved to a new high brightness beamline in 2016,

called COSMIC,  which will  enable  three dimensional  imaging with chemical  specificity, wavelength

limited spatial resolution, and time resolution adequate for visualization of in situ electrochemical phase

transformations.

References

[1] P. Thibault, et al, Science, 321, 379 (2008)

[2] S. Marchesini, et al, Inverse Problems, 29 (11), 115009 (2013)

[3] D. A. Shapiro et al, Nature Photonics, 8, 765-769 (2014)

[4] P. Denes, et al, Rev. Sci. Inst., 80, 083302 (2009)
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Imaging with Coherent X-rays: From Technique Development to Single

Particles
Sébastien Bouteta

aLinac Coherent Light Source, SLAC National Accelerator Laboratory

Author Email: sboutet@slac.stanford.edu

The technique of Coherent X-ray Diffractive Imaging (CXDI) [1] utilizes algorithmic phase retrieval to 
generate an image of a sample using measured diffracted intensities. The achievable resolution is limited 
in principle only by the wavelength of the incident x-rays and the size of the detector used. It promises the 
ability to obtain a high-resolution image of any object, without the need for crystals. It will soon be two 
decades since the original demonstration of the use of coherent x-rays to image non-periodic objects [2].
Since this initial demonstration, a lot has changed in the world of x-ray science and not surprisingly, a lot 
of developments have taken place in the pursuit of high resolution coherent x-ray diffractive imaging.

Over the years, intense effort in algorithm development has made CXDI a fairly mature method that can 
now be employed in multiple fields such as biology [3] and condensed matter systems [4]. Scanning tech-
niques have been developed allowing extended objects to be imaged. On overview if the CXDI technique 
and recent applications will be presented.

New x-ray sources are transforming x-ray science by enabling previously unachievable measurements to 
be performed. The new storage ring machines coming online will provide much increased coherent flux 
potentially allowing measurements that were previously signal-limited. Fourth generation light sources 
such as free electron lasers offer new and unique possibilities of limiting the radiation damage during the 
measurement [5] as well and unprecedented time resolution. The use of the CXDI technique with new x-
rays sources will be presented, including time-resolved studies in materials [6] and developments towards 
using CXDI to image single particles, potentially single biological molecules [7].

References
[1] Miao, J.W., et al., Beyond crystallography: Diffractive imaging using coherent x-ray light sources. Science, 

2015. 348(6234): p. 530-535.
[2] Miao, J.W., et al., Extending the methodology of X-ray crystallography to allow imaging of micrometre-sized 

non-crystalline specimens. Nature, 1999. 400(6742): p. 342-344.
[3] Nelson, J., et al., High-resolution x-ray diffraction microscopy of specifically labeled yeast cells. Proceedings of 

the National Academy of Sciences of the United States of America, 2010. 107(16): p. 7235-7239.
[4] Cha, W., et al., Core-shell strain structure of zeolite microcrystals. Nature Materials, 2013. 12(8): p. 729-734.
[5] Neutze, R., et al., Potential for biomolecular imaging with femtosecond X-ray pulses. Nature, 2000. 406(6797): 

p. 752-757.
[6] Clark, J.N., et al., Ultrafast Three-Dimensional Imaging of Lattice Dynamics in Individual Gold Nanocrystals. 

Science, 2013. 341(6141): p. 56-59.
[7] Hantke, M.F., et al., High-throughput imaging of heterogeneous cell organelles with an X-ray laser. Nature 

Photonics, 2014. 8(12): p. 943-949.
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Simultaneous and sequential X-ray ptychography and fluorescence 

microscopy at the Australian Synchrotron 

M. W. M. Jonesa,b, K. Elgassc, N. Phillipsb,d,e, D. J. Vinef, G. A. van Riessend, M. D. de Jongea  
aAustralian Synchrotron, Clayton, 3168, Australia,  bARC Centre of Excellence for Advanced 
Molecular Imaging, cMonash Institue of Medical Research, Monash Micro Imaging, Monash 

University, Clayton, 3186, Australia, dDepartment of Physics, La Trobe University, Bundoora, 
3086, Australia, eCSIRO Manufacturing Flagship, Parkville, 3052, Australia,  fX-ray Science 

Division, Advanced Photon Source, Argonne National Laboratory, Argonne, 60439, USA 

 

Abstract 

X-ray ptychography have seen many recent advances including sample delivery [1], data collection and 
analysis [2, 3], and data interpretation [4, 5]. Some of these advances have allowed water-window 
ptychography to be applied to hydrated specimens [1, 6] allow biological specimens to be imaged with 
high contrast in close to their natural environment. Other advances, such as on-the-fly scanning and rapid 
data processing offer improvements in the efficiency of ptychography that make simultaneous application 
of other scanning microscopy methods such as X-ray fluorescence microscopy experimentally viable [7]. 
For some specimens, the experimental requirements of these two methods overlap, and the measurements 
are best taken simultaneously [8]. However, for many cellular applications, the ideal conditions for each 
method are very different, requiring a sequential set of optimized measurements for ideal results [9]. In 
this presentation, we outline the case for each type of measurement and discuss recent applications of 
these two methods at the X-ray Fluorescence Microscopy and Soft X-ray Imaging beamlines at the 
Australian Synchrotron. 
 
References 
[1] D. Nam, et al., Physical Review Letters 110 (2013) 098103. 
[2] P. M. Pelz, et al., Applied Physics Letters 105 (2014) 251101. 
[3] J. Deng, et al., Optics Express 23 (2015) 5438. 
[4] D. A. Shapiro, et al., Nature Photonics 8 (2014) 765. 
[5] M. W. M. Jones, et al., Scientific Reports 4 (2014) 6796. 
[6] M. W. M. Jones, et al., Optics Express 21 (2013) 32151. 
[7] J. Deng, et al., Proceedings of the National Academy of Science 112 (2015) 2314. 
[8] D. J. Vine, et al., Optics Express 20 (2012) 18287. 
[9] M. W. M. Jones, et al., in preparation 
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Diffraction imaging with coherent X-rays from SACLA and SPring-8 
Daewoong Nama, Marcus Gallagher-Jonesb,c, Yoonhee Kimd, Chan Kimd, Joonhyung Kimd, Jiadong 

Fanb,e, Yoshiki Kohmurab, Kensuke Tonof, Huaidong Jiange, Makina Yabashib, Do Young Nohd, Tetsuya 
Ishikawab,  Changyong Songa,b 

aDepartment of Physics, Pohang University of Science and Technology (POSTECH), Pohang 790-784, 
Korea, bRIKEN SPring-8 Center, 1-1-1 Kouto, Sayo, Hyogo 679-5148, Japan, cDepartment of Physics 

and Astronomy, University of California, Los Angeles,  90095, USA, dDepartment of Physics and Photon 
Science & School of Materials Science and Engineering, Gwangju Institute of Science and Technology, 

Gwangju 500-712, Korea, eState Key Laboratory of Crystal Materials, Shandong University, Jinan 
250100, China, fJapan Synchrotron Radiation Research Institute, 1-1-1 Kouto, Sayo, Hyogo 679-5198, 

Japan  

Author Email: cysong@postech.ac.kr 

 

Coherent X-rays are becoming more amenable to nano-scale imaging of weakly scattered objects. Recent 
operations of X-ray Free Electron Lasers (XFELs) as well as advanced synchrotron radiation sources have 
greatly facilitated structural investigations of specimens raging from nanocrystals, biological cells, orga-
nelles, to macromolecular complexes. Various imaging modalities such as wet-CDI, single-shot 3D, 
pump-probe imaging, 3D tomography, etc, have been applied to better address the scientific issues of 
each systems, enriched by different characteristics from different types of light sources. We have em-
ployed coherent X-rays from SACLA and SPring-8 for imaging various specimens, and also demonstrat-
ed that the combined use of them enabled self-contained analysis of RNAi macromolecular complexes 
with applications not limited to. Those of our recent progresses on diffraction imaging will be introduced, 
and further issues related to the sample handling, signal-enhancement, etc., are discussed.     
 
References 
[1]  M. Gallagher-Jones, et al., “Macromolecular structures probed by combining single-shot free electron laser dif-

fraction with synchrotron coherent x-ray imaging”, Nature Commun. 5:3798 (2014). 
[2] D. Nam, et al.,  “Imaging fully hydrated whole cells by coherent x-ray diffraction microscopy“, Phys. Rev. Lett., 

110:098103 (2013) ; T. Kimura, et al., “Imaging live cell in micro-liquid enclosure by x-ray laser diffraction“, 
Nature Commun. 5:3052(2014). 

[3] J. Park, et al., “Monte Carlo study for optimal conditions in single-shot imaging with femtosecond x-ray laser 
pulses“, Appl. Phys. Lett., 103:264103(2013). 

[3]  D. Nam, et al., “Fixed target single-shot imaging of nanostructures using thin solid membranes at SACLA“, 
(submitted, 2015).  
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Three-dimensional Mapping of Strain Filed in SiGe Thin Film
Wen Hua, Xiaojing Huanga, Conal E. Murrayb, Zhonghou Caic,

Evgeny Nazaretskia,Yong S. Chua and Hanfei Yana

aNSLS-II, Brookhaven National Laboratory, Upton, NY 11973, bIBM T.J. Watson Research Center, 
Yorktown Heights, NY 10598, cAPS, Argonne National Laboratory, Argonne, IL 60439

Author Email: wenhu@bnl.gov

The understanding and manage of strain is of fundamental importance in the design and implementation 
of materials, and a key issue that determining the performance of semiconductor devices. Conventional x-
ray diffraction techniques, although capable of measuring strain at very high accuracy, do not offer the 
spatial resolution needed for microelectronics. X-ray Bragg ptychography [1] is a new emerging tech-
nique to image strain noninvasively in an extended crystalline specimen with a resolution better than the 
beam size of the x-ray probe, ultimately enabling a 3D strain measurement at the nanoscale. In this work, 
we present a theoretical study on the effects of partial coherence, the overlap ratio and position uncertain-
ty in Bragg ptychography, using synthetic data generated from forward simulation. The convergence of 
the reconstruction and the detection sensitivity of the strain field under various conditions are discussed. 
We also report a Bragg ptychography experiment on a SiGe thin film feature for 3D strain reconstruction 
by performing spiral 2D scans at different rocking angles. Reconstructed strains are compared to previ-
ously reported values and results obtained from theoretical modeling. Issues and challenges in the recon-
struction are discussed as well.

References
[1] M.A. Pfeifer, G. J. Williams, I. A. Vartanyants, R. Harder & I. K. Robinson, Nature (London), 442, 63–66.
(2006).
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Recent Developments in Environmental High-Resolution 
Transmission Electron Microscopy 

Professor Judith C. Yang
Department of Chemical and Petroleum Engineering

Department of Physics
University of Pittsburgh

Transmission electron microscopy has proven to be a powerful tool to measure composition, 
chemistry and internal structure at the nanoscale and below. The two transformative 
developments in electron microscopy in the last two decades are (1) the emergence of aberration-
corrected lenses that allow for unprecedented spatial and spectral resolution and (2) the rapid 
advances in in situ capabilities for observations of dynamic phenomena.

Recent and rapid developments of in situ transmission electron microscopy (TEM) has 
demonstrated it to be a transformative tool to gain unique dynamic processing/structure/property 
relationships of nanomaterials. Of particular interest are the structural changes occurring under 
“real” environmental conditions observable by environmental TEM (ETEM).  The ETEM allows 
for dynamic studies for fundamental, atomic-level understanding of surface chemical reactions, 
such as oxidation and heterogeneous catalysis. In this presentation, I will focus on two cases of 
using ETEM to give fundamental insights into surface reactions: oxidation and heterogeneous 
catalysis. Using a ultra-high vacuum ETEM, we have demonstrated that the transient oxidation 
stage of Cu and its alloys bear a striking resemblance to heteroepitaxy, where the initial stages of 
growth are dominated by oxygen surface diffusion.  The second part of my talk will focus on 
heterogeneous catalysis, which depends sensitively on the nano-sized 3-dimensional structural 
habits of nanoparticles (NPs) and their physicochemical structural sensitivity to the environment.
To exemplify synergistic combination of experimental tools (X-ray absorption spectroscopy, 
ETEM) coupled with theoretical simulations, we have shown that Pt NPs may be both ordered 
and disordered, depending on its size, support and adsorbates. A statistical description of 
nanoparticles is more appropriate in understanding structure/property of nanoparticles and their 
surface reactions. I will also highlight recent  technical developments in this field, outline the 
current status as well as future needs and directions of high-resolution characterization methods, 
including combining spectroscopy and microscopy by using a versatile enclosed environmental 
cell that is compatible with both TEM and synchrotron sources.
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Beyond Crystallography: Atomic Resolution
Electron Tomography

Jianwei (John) Miao
Department of Physics & Astronomy and California NanoSystems Institute,

University of California, Los Angeles, USA
Email: miao@physics.ucla.edu

Visualizing the arrangement of atoms has played an important role in the evolution of modern 
science and technology. Crystallography has long been used to reveal globally averaged 3D 
atomic structures. Scanning probe microscopes can determine surface structures at atomic level.
Electron microscopes can routinely resolve atoms in 2D projections of 3D crystalline samples. In 
this talk, I will present a general method for 3D determination of local structures at atomic 
resolution. By combining scanning transmission electron microscopy with a novel data 
acquisition and 3D image reconstruction method, known as equal slope tomography (EST), we 
achieved electron tomography of a ~10 nm Au nanoparticle at 2.4 Å resolution and identified
several major grains in three dimensions (1). We also observed nearly all the atoms in a Pt 
nanoparticle and imaged, for the first time, the 3D core structure of edge and screw dislocations at 
atomic resolution (2). More recently, we determined of the 3D coordinates of thousands of 
individual atoms and a point defect in a tungsten needle sample with a precision of ~19 
picometer, where the crystallinity of the sample was not assumed. From the coordinates of these 
individual atoms, we measured the atomic displacement field and the full strain tensor with a 3D 
resolution of 1 nm and a precision of 10-3 (3). We expect this general atomic resolution electron 
tomography method to find broad applications in solid state physics, chemistry, materials 
sciences, nanoscience and biology.

1. M. C. Scott, C.-C. Chen, M. Mecklenburg, C. Zhu, R. Xu, P. Ercius, U. Dahmen, B. C. Regan and J. 
Miao, “Electron tomography at 2.4 Å resolution”, Nature 483, 444–447 (2012).

2. C. C. Chen, C. Zhu, E. R. White, C.-Y. Chiu, M. C. Scott, B. C. Regan, L. D. Marks, Y. Huang and J. 
Miao, “Three-dimensional imaging of dislocations in a nanoparticle at atomic resolution”, Nature 496,
74–77 (2013).

3. R. Xu, C.-C. Chen, L. Wu, M. C. Scott, W. Theis, C. Ophus, M. Bartels, Y. Yang, H. Ramezani-
Dakhel, M. R. Sawaya, H. Heinz, L. D. Marks, P. Ercius and J. Miao, “Three-dimensional coordinates 
of individual atoms in materials revealed by electron tomography”, arXiv:1505.05938 (in review).
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Polarization-dependent Imaging of Domains, Critical Phenomena, and 
Dynamics using X-Ray Photoemission Electron Microscopy

Andreas Scholla

aAdvanced Light Source, Lawrence Berkeley National Laboratory

Author Email: a_scholl@lbl.gov

X-ray Photoemission Electron Microscopy (X-PEEM) is a surface imaging technique, which uses photoe-
lectrons and secondary electrons created by the absorption of x-rays. A resolution of a few ten nanometers
is typical for X-PEEM while newest, aberration corrected instruments promise to reach low nanometer 
resolution. Element-, chemical-, local symmetry-, and magnetic-contrast imaging exploit the tunability, 
high energy resolution, polarization control, and stability provided by modern x-ray beamlines. While not 
brightness limited, focusing of the x-rays allows us to reach high frame rates in X-PEEM experiments.

In the first half of this presentation I will discuss current trends in the technical development of X-PEEM,
in particular aberration correction, cryogenic imaging, imaging of fast dynamics, and time-lapse imaging 
using fast CCD detectors. Today, the X-PEEM technique is being applied to a wide variety of materials 
and scientific problems and flexibility in regard to the environment, to temperature, magnetic fields, elec-
tric signals, and spectroscopic probes is as important as the spatial resolution of the instrument.

In the second part I will showcase several science examples that exploit polarization-dependent contrast. 
Ferroelectrics and multiferroics are seen as tools to control magnetism using electric fields, drastically
reducing the energy required to switch a magnetic element and providing a direct, localized handle to the 
magnetic state. Starting with first experiments that demonstrated the ability of X-PEEM to measure the 
magnetic and ferroelectric domain state, I will show how PEEM imaging allowed researchers to build and 
characterize more and more sophisticated multiferroic systems, which bring us closer today to controlling 
nanoscale magnetic moments in a capacitive device that requires no currents [1,2].

Linear dichroism imaging has had great influence on our knowledge of the antiferromagnetic domain 
state but it is equally useful in structural studies with sub-micron spatial resolution. Using polarization 
dependent X-PEEM, researchers were able to disentangle the chemistry and orientation of crystallites in 
calcium carbonate biominerals, giving us important information about the morphology and growth of 
these materials. I will present some of the latest results on natural materials existing in shells and tunicates 
[3].

The ability of X-PEEM to rapidly map large areas with high resolution has been used in multiple studies 
of fluctuations and relaxations in artificial spin ice systems. Artificial spin ice systems that are made of 
nanoscale magnetic patterns are thermodynamical model systems that replicate frustrated lattices of atom-
ic magnetic moments, for example of pyrochlore spin ice. X-PEEM imaging has been instrumental in al-
lowing us to go beyond static imaging of glassy spin ice towards measuring thermally active systems that 
relax and fluctuate on time scales of milliseconds to hours [4].

[1] Heron, J.T., et al., Nature 516(7531), 370-373 (2014).
[2] Sohn, H., et al., ACS Nano 9(5), 4814-4826 (2015).
[3] Devol, R., et al., Journal of Physical Chemistry B 118(28), 8449-8457 (2014).
[4] Kapaklis, V., et al., Nature Nanotechnology, 104 (2014).

46

 Ele
c

tro
n

 Im
a

g
in

g
  |

  Th
u

rsd
a

y, Se
p

te
m

b
e

r 17 

23rd International Congress on X-ray Optics and Microanalysis •  September 14-18, 2015  •  Brookhaven National Laboratory

Oral Presentation Abstracts



 
Hard X-ray Microscope at 10 nm 

Y. S. Chua, Hanfei Yana, E. Nazaretskia, S. Kalbfleischa, X. Huanga, K. Lauera, N. Boueta, J. Zhoua, D. 
Shub, R. Conleya,b, Y. Hwuc, Q. Shena, and P. Zschacka 

a National  Synchrotron Light Source II, Brookhaven National Laboratory, Upton, NY, USA 
b Advanced Photon Source, Argonne National Laboratory, Upton, NY, USA 

c Institute of Physics, Academia Sinica, Taipei, Taiwan 

Author Email: ychu@bnl.gov 

 

The Hard X-ray Nanoprobe (HXN) at the NSLS-II, constructed to achieve the world’s most 
ambitious goal for hard x-ray microscopy, is now ready for general user experiments.  The 
designed microscopy capabilities include measurements of specimen’s morphology, 
composition, crystalline ordering, and chemical states. Intensive R&D for nanofocusing optics 
[1-3] and nanopositioning [4], together with innovative methods for achieving excellent beam 
stability, resulted in initial scanning microscopy capability with ~15 nm resolution.   The 
presentation will elaborate on important instrument design features and commissioning 
experiment results. 
 
References 
[1] H. Yan, R. Conley, N. Bouet, and Y. S. Chu, "Hard x-ray nanofocusing by multilayer Laue lenses," Journal of 
Physics D: Applied Physics 47, 263001 (2014). 
[2] X. Huang, H. Yan, E. Nazaretski, R. Conley, N. Bouet, J. Zhou, K. Lauer, L. Li, D. Eom, D. Legnini, R. Harder, 
I. K. Robinson, and Y. S. Chu, "11 nm hard X-ray focus from a large-aperture multilayer Laue lens," Scientific 
Reports 3, 3562 (2013).  
[3] X. Huang, R. Conley, N. Bouet, J. Zhou, A. Macrander, J. Maser, H. Yan, E. Nazaretski, K.  Lauer, R. Harder, I. 
K. Robinson, S. Kalbfleisch and Y. S.  Chu, “Achieving hard X-ray nanofocusing using a wedged multilayer Laue 
lens”, Optics Express, 23, 12496 (2015). 
[4] E. Nazaretski, K. Lauer, H. Yan, N.  Bouet, J. Zhou, R. Conley,  X. Huang, W. Xu, M. Lu, K. Gofron, S. 
Kalbfleisch, U. Wagner, C. Rau, Y. S. Chu, "Pushing the limits: an instrument for hard X-ray imaging below 20 
nm," Journal of Synchrotron Radiation, J. Synchrotron Rad. 22, 336 (2015). 
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X-ray Nano-imaging at ID16-NI, ESRF

Y. Yang a, A. Pacureanu a, J.C. da Silva a, S. Bohic a,b, F. Fus a, M. Hubert a, M. Langer a,c, L. 
Weber a,c, R. Tucoulou a, P. Cloetens a

a ESRF – The European Synchrotron, 38043 Grenoble, France
b INSERM U-836 Grenoble, France

c Université de Lyon, CREATIS ; CNRS UMR5200 ; INSERM U1044 ; INSA-Lyon ; Université 
de Lyon 1 ; 69621 Lyon, France

yang.yang@esrf.eu

Introduction and Objectives

Driven by the need to address more scientific challenges in energy, health, advanced materials and the 
environment, the European synchrotron ESRF has developed within its Upgrade Program a brand new 
nano-imaging end station ID16A-NI. This beamline is optimized for ultimate hard X-ray focusing with a 
large energy bandwidth at specific energies of 17.05 and 33.5 keV.

This new facility aims at the quantitative 3D characterization of the morphology and the elemental 
composition of specimens through the combination of coherent imaging techniques [1,2] and X-ray 
fluorescence analysis [3]. The applications in biomedicine, life sciences and nanotechnology will span 
over a large range of length scales which goes from the organelle level, over small organisms, nano- and 
micro-electronics to biopsies of mineralized tissue.

Results and Discussion 

Hard X-ray phase nanoscale holographic-tomography with a projection microscopy geometry has been 
implemented as a multi-scale approach for 3D imaging. A focal spot down to around 20nm with a flux up 
to 7x1011 photons/second has been achieved. With the a fast zoom-in and zoom-out from a few hundred 
nm down to a few nm, nano-tomography offers quantitative 3D structural information acquired from the 
retrieval of the electron density distribution of the objects. 

Combined with X-ray fluorescence microscopy (XFM) in 2D/3D, correlative X-ray microscopy can 
quantify the complementary information of both structures and elements within whole cells with a probe 
of a few tens of nm in both imaging methods.

As another coherent imaging method, far-field ptychography has also been in development at the 
beamline to reach the highest spatial resolution the beamline can offer, also with the possibility to acquire 
simultaneously the fluorescence signals.

Conclusions

The new hard X-ray imaging end station ID16NI at ESRF has been developed to achieve nano-focusing at 
two discrete high energies: 17.05 and 33.5 keV. Specialized in the coherent imaging techniques and 
XFM, also with cryo-environment to be added in the future, this beamline will pave the way to explore 
new potentials in biomedicine, bioengineering, and nanotechnology. 
References
[1] Mokso, R., et al. Appl. Phys. Lett. 90 (14) 2007. 
[2] Enders,B., et al. Appl. Phys. Lett. 104 (17), 2014.
[3]   E. Kosior, et al. J. Struct. Biol. vol 177, pp. 239-247, 2012.
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The use of X-ray micro- and nanoprobes to understand 
the natural degradation of semi-conductor materials used as artists’ pigments

Koen Janssens,a Frederik Vanmeert,a Letizia Monico,a,b Costanza Miliani,b Wout De Nolf,a,e Willemien 
Anaf,a Vanousheh Rahemi,a Eyasu Ayalew,a Karolien de Wael,a Gert Nuyts,a Geert Van der Snickt,a

Stijn Legrand,a Jo Verbeeck,a Bart Partoens,a Marc Vermeulen,c Jana Sanyova,c
Matthias Alfeld,d Gerald Falkenberg,d and Marine Cotte e

aAXES, EMAT and CMT Research groups, Faculty of Sciences, University of Antwerp, Belgium bCNR-
ISTM & University of Perugia, Italy cRoyal Institute of Cultural Heritage KIK-IRPA, Brussels, Belgium

dP06 Beamline, PETRA-III, DESY, Hamburg, Germany, eID21 Beamline, ESRF, Grenoble, France

koen.janssens@uantwerpen.be

Semiconductor materials such as HgS (vermillion red), CdS (cadmium yellow), As2S3/As4S4 (orpi-
ment/realgar) and Pb3O4 (minium or red lead) as well as colored materials showing similar properties 
(such as PbCr1-xSxO4, chrome yellow) have been frequently used as artists’ pigments in several historical 
periods. Depending on the physicochemical conditions of conservation, these materials can be subject to 
natural degradation reactions which may lead to noticeable changes in color and/or mechanical integrity 
of the paint layers or paintings in which the pigments were used. In general, both physical and chemical 
agents can be identified as the cause of such unwanted transformations; usually (but not always) the sim-
ultaneous presence of several risk factors is required to allow these reactions to proceed at a noticeable 
pace. Light of different wavelengths and cyclic variations in relative humidity are among the most im-
portant physical agents contributing to paint degradation. In the category ‘chemical agents’, next to the 
components of the paint itself (binding medium, filler materials, other admixture pigments), also external 
chemicals can be identified as being the cause of alteration reactions. Sometimes these are very innocuous 
in nature such as NaCl (or related) particulates deposited on the painting surface or atmospheric CO2. In
several specific cases, we have observed that the degradation reactions not only involve a single-step 
chemical transformation, but may be comprised of (a) an initial photo-induced redox reaction followed by 
(b) some form of transportation or diffusion process of the initial secondary reaction products from the 
depth of the artifact towards the surface, which may optionally be followed by (c) other redox and/or pre-
cipitation reactions. Thus, pigment alteration frequently gives rise to strongly heterogeneous, layered ma-
terials of which the interlinked phases must be separately characterized on the micro- and nanoscale to 
allow for a better understanding of the sequence of reactions constituting a complete alteration pathway. 

In this contribution, an overview of such recently investigated, spontaneously occurring transformations 
will be given, with emphasis on how synchrotron X-ray micro- and nanoprobe (and related) methods can 
be exploited to extract information from a limited number of paint micro samples. As specific cases, the 
degradation of HgS, CdS, Pb3O4 and PbCr1-xSxO4 in works by Rubens and Van Gogh will be discussed 
[1,2,3]. Next to micro- and nano-analytical methods we have also found it very useful to employ electro-
chemical methods to monitor the redox transformations of simplified semi-conductor pigment/paint sam-
ples under various well controlled physico-chemical conditions [4]. Such information also facilitates the 
use of theoretical prediction models for the reactivity of (pairs of) photo-sensitive semi-conductor materials.

A final aspect to which attention will be given is the fact that the insights related to chemical alterations,
usually obtained from a small number of paint micro samples of a given artefact, of which the representa-
tiveness may vary, can be put in the larger context of the entire work of art by combining results from 
micro- and nanoscopic (X-ray based) analyses with macroscopic (X-ray based) imaging information.
References
[1] L. Monico et al., Anal. Chem. 86 (2014) 10804-10811; J. Anal. At. Spectrom. 30 (2015) 613-626.
[2] F. Vanmeert et al., Angew. Chemie Int. Ed. 54 (2015) 3607-3610
[3] F. Da Pieve et al., PRL 111 (2013) 208302; Tan et al., Angew. Chemie Int. Ed. 52 (2013) 11360-11363
[4] W. Anaf et al., Angew. Chemie Int. Ed. 52 (2013) 12568–12571; Dyes and Pigments 113 (2014) 409-415
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New Development of Silicon Drift Detectors and Readout 
Electronics for High-resolution and High-count 

Rate X-ray Spectroscopy
 

CARLO FIORINI1,2*

1Politecnico di Milano, Dipartimento di Elettronica, Informazione e Bioingegneria, Milano, 
Italy; 2INFN, Sezione di Milano, Milano, Italy *carlo.fiorini@polimi.it 

 
Abstract

The purpose of this presentation is to review the current status and possible future trends in the
development of Silicon Drift Detectors (SDDs) and related electronics for high-resolution and high-
rate X-ray spectroscopy. For several applications, in particular in microanalysis and in experiments at 
synchrotron light sources, SDDs have become the detector of choice, also with different commercial 
options available. However, the performances of the available SDD-based detection systems is further 
challenged by the need to further increase the counting rate capabilities, still keeping good energy 
resolution. This is particularly true for the ongoing upgrades of actual synchrotron light machines or 
for the use in future sources where a factor between 10 and 100 to beam-on-sample fluxes may be 
increased with respect to present conditions. More commonly used SDDs-based systems are usually 
limited to single- or few-channel systems (4-6 units). This motivates further developments of this 
technology toward multi-channels systems (e.g. 16-24 or even larger number of units) possibly based 
on a modular approach to build versatile systems for synchrotron applications, with also the advantage 
of an easier and cheaper replacement of malfunctioning units. New developments based on this 
approach will be presented in the talk. Regarding the front-end electronics, which covers a 
fundamental role in the noise performances, therefore on achievable energy resolution, the recent 
availability of CMOS preamplifiers to be directly connected to the detector as replacement of 
conventional JFETs allows an improvement of performances, in particular in the direction of high-
count rate spectroscopy (e.g. 1Mcounts/s/channel). As an example, and energy resolution FWHM at 
5.9keV of 126eV and 140eV has been measured with CUBE preamplifier at an analog shaping time of 
250ns and digital peaking time of 100ns, respectively. The capability to obtain a satisfactory resolution 
at very short processing time provides the additional benefit to potentially relax the cooling conditions 
for the detector, as the contribution to the resolution due to the leakage current is less and less 
significant at short processing times. This opens the possibility to operate SDDs with a resolution 
better than 150eV even close to room temperature, with potential simplification of the detector 
apparatus.

For what concerns processing electronics, the push towards high-rate spectroscopy measurements 
further justifies the use of digital pulse processors in the detection system and commercial solutions
are available (e.g. XSPRESS and Falcon systems). However, the perspective to build detection 
systems with few tens, maybe few hundreds, of readout channels, make the use of analog readout 
ASICs still of interest. 
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Spoked Channel Arrays for 3D Micro Confocal X-ray Fluorescence
A.R. Wolla, D. Agyeman-Budub, S. Choudhuryc, D. Cooperd, I. Coultharde, R. Gordonf, E. Halline, T. 

Swanstond, T. Varneyg

aCornell High Energy Synchrotron Source, Ithaca, NY, USA, bDept. of Materials Science, Cornell 
University, Ithaca, NY, USA, cGeol. Sciences, Univ. of Saskatchewan, 114 Science Place, Saskatoon, 
Canada, dAnatomy and Cell Biology, Univ. of Saskatchewan, 114 Science Place, Saskatoon, Canada, 

eCanadian Light Source, 44 Innovation Blvd, Saskatoon, Canada, fPNCSRF, APS Sector 20, 9700 
S. Cass Ave. 435E, Argonne, IL, USA, gDept. of Anthropology, Lakehead University, ON P7B 5E1, 

Thunder Bay, Canada

Author Email: arthurwoll@cornell.edu

Confocal X-ray Fluorescence Microscopy (CXRF) employs overlapping focal regions of two x-ray op-
tics—a condenser and collector—to directly probe a 3D volume in space. In general, polycapillaries are 
used as the collector owing to their large solid angle of collection. Here, we report the practical demon-
stration of spoked channel arrays (SCAs), a novel x-ray collection optic for confocal x-ray fluorescence 
microscopy (CXRF). The optic consists of micron-scale, lithographically-fabricated arrays of collimating 
channels (Fig. 1), all directed towards a single source position. In contrast to polycapillaries, the spatial 
resolution of these optics is nearly energy-independent. Most recently, we have fabricated a set of optics 
made from germanium substrates, and successfully demonstrated (Fig. 2) their operation at 3-μm and 7-
μm depth resolution from 2-20 keV. Among other benefits, this allows direct, 3D mapping of light ele-
ments such as P, K and Ca at the micron scale for the first time. The feasibility of these optics for confo-
cal XRF and XAFS on a variety of different sample types were recently tested at APS beamline 20-ID-B,
where they are now available to general users. The optic mounts in a custom-built holder, designed to ma-
te easily to a single-element Vortex EX detector. Opportunities for future development will be discussed,
including operation up to 30 keV, and operation in conjunction with pixel-array-based energy dispersive 
detectors, such as the Maia. The later combination would allow fast, 3D mapping of samples not suitable 
for computed tomography, and suggests the possibility of simultaneous, parallel detection of emission 
from different depths in a sample, e.g. for fast 3D mapping of major elemental consitutents, or time- and 
depth-resolved, in-operando studies of chemical reactions in layered systems.

Figure 1: Scanning electron micrograph of a litho-
graphically-patterned channel array.

Figure 2: 2D map of Pb Lα fluorescence in an 
un-thinned bone sample, obtained using confo-
cal XRF with a spoked channel array as the 
collection optic. Scale bar is 100 µm.
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High Speed X-ray Imaging and Spectroscopy with novel direct detection 
CMOS based Active Pixel Sensors 

Lothar Strüdera,c, Petra Majewskia, Stefan Aschauera, Gerhard Lutza, Katrin Hermenaub, Heike Soltaub 

a PNSensor GmbH, Otto-Hahn-Ring 6, 81739 Munich, Germany, b PNDetector GmbH, Sckellstr. 3,  
81667 Munich, Germany, cUniversity of Siegen, Walter-Flex Str.1, 51228 Siegen, Germany 

Introduction and Objectives 

High speed counting, imaging and spectroscopic measurements of X-rays at energies between 100 eV and 
30 keV require detectors with challenging properties. A back-illuminated 450 µm thick active pixel 
sensor (APS) was developed and qualified for planetary science applications. Matched to the resolution of 
the X-ray optics aboard it has 300 µm x 300 µm large pixels in a format of 64 x 64, resulting in a 
sensitive area of 2 × 2 cm2. It is operated at a frame rate of 7.000 Hz, still delivering Fano limited imaging 
X-ray spectroscopy. Because the readout is so fast (30 Megapixel per second), the cooling requirements 
are relaxed and operation can be performed with a thermoelectric cooler. The new device is based on the 
DePFET principle built on fully depleted back-illuminated 450 µm high resistivity silicon. 

Results and Discussion 
To speed up the readout, the sensor is subdivided in two hemispheres, which are read out in parallel. As 
the regions to be read out can be programmed, areas with higher X-ray flux can be read out more 
frequently than areas with lower intensity. We have tested the detector system operated at full speed at the 
calibrated X-ray end stations SX700 and KMC of the PTB (Physikalisch-Technische Bundesanstalt, the 
German institute of standards) at the synchrotron BESSY in Berlin. Fig. 1 shows a summary of three 
different detectors systems. The X-ray energies were ranging from 250 eV up to 10 keV. The intrinsic 
physical limit in energy resolution given by the ionization statistics described by the Fano factor is shown 
as well. At 200 eV the energy resolution is 61 eV (FWHM) and it is 161 eV (FWHM) at 10 keV. Three 
different detector systems were tested, they are behaving quite similarly.  This concept allows shrinking 
the pixel size down to 20 µm. Beside X-ray imaging and spectroscopy the detector is equally suited for 
electron detection from 1 keV up to 400 keV. As in this case a higher readout noise can be tolerated the 
frame rate can be increased to more than 20.000 frames per second. 

Conclusions 

A new high resolution high speed imaging spectrometer is shown, operating close to the theoretical Fano 
limit, having a monolithic size of 4 cm2. The quantum efficiency is above 90 % from 500 eV up to 12 
keV. About 30 million pixel are read out per second with a read noise below 3.5 electrons (rms). More 
operational options and further improvements of the new concept will be shown. 

Fig. 1: Measured energy resolution from 200 eV up to 10 keV for 
three sensor systems. The dashed line is the theoretical resolution 
limit given by the ionization statistics. The symbols above are the 
measured data from the DePFET camera. The X-ray spectra were 
taken in a single photon counting mode at the PTB end stations 
SX700 and KMC at the BESSY synchrotron in Berlin with 7 000 
frames per second. 30×106 pixels are read out in the high energy 
resolution mode.
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Mulit-element Amplifier Readout System for Silicon Drift Detectors 

E. Vernona, G. De Geronimoa, D. P. Siddonsa, A. Kuczewskia

aBrookhaven National Laboratory 

Silicon diode and Silicon drift detectors (SDDs) have widespread applications in astrophysics, 

high energy physics, crystallography and medical imaging. Maia, a scanning x-ray fluorescence micro-

probe was designed with a multi-element photodiode sensor with 384 pixels and two application specific 

integrated circuits (ASICs) [1,2,3]. The detector was wire-bonded to a front-end ASIC which provided 

low noise charge pre-amplification and shaping. The output of the shaper was wire-bonded to a precision 

peak and time detector ASIC with arbitration logic and analog memory.  

We present a new Multi-element Amplifier Readout System (MARS) ASIC that has been de-

signed and fabricated in 250 nm CMOS to replace the ASICs currently used in the Maia x-ray microprobe 

system. The (MARS) ASIC instruments electrons or holes and combines the functions of the two chips 

currently used for Maia while significantly reducing the physical footprint, the electronic noise, and the 

power dissipation. The ASIC dissipates 127 mW and combines 32 channels. Each channel is comprised 

of low noise charge amplification, high order shaping with baseline stabilization, discrimination, pileup 

rejection, and peak and time detection with analog memory.  The readout is sparse with the channel ad-

dress. Any channel with a processed above threshold event can be read out independent of the other pro-

cessing channels. The interface is analog differential and digital LVDS. Preliminary measurements for a 

96-element silicon detector array will be presented.   

References 
[1] D P Siddons et al 2014 J. Phys.: Conf. Ser. 499 012001 doi:10.1088/1742-6596/499/1/012001

[2] HERMES De Geronimo G, O’Connor P, Beuttenmuller R H, Li Z, Kuczewski A J and Siddons D P 2003 IEEE   
      Transactions on Nuclear Science 50 885–891 
[3] SCEPTER  Dragone A, De Geronimo G, Fried J, Kandasamy A, O’Connor P and Vernon E 2005 IEEE Nuclear   
      Science Symposium Conference Record 2 914–918 
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X-ray Imaging of Tumor Microvasculature

Y. Hwua

aInstitute of Physics, Academia Sinica, Taipei 115, Taiwan

Abstract

We show that optimized Au nanoparticles enable high resolution three dimensional (3D) x-ray 
imaging to detect the angiogenic microvessels of brain glioma tumors and the related leakage. The 
study included in vivo and post-mortem whole organ phase contrast imaging plus nanoscale 3D X-ray 
microscopy. This strategy led to a detailed analysis of the relation between xenografted cancer cells 
and the tumor-induced angiogenic microvasculature in mouse brains. In addition, we could detect and 
study nanoparticle leakage, a phenomenon of interest for nanomedicine applications. Specifically, we 
were able to analyze tumors induced by stereotactic inoculated glioma cells, and to correlate their 
position and propagation to the microvasculature. Complementary tests were conducted on cells 
loaded with fluorescent Au nanoparticles. We thus found that, after endocytotic internalization, such 
nanoparticles allow visible-light detection of cells. Furthermore, they exhibit the same contrast-agent 
performances as non-fluorescent nanoparticles, becoming dual imaging agents. 

54

 Fu
ll-fie

ld
 Im

a
g

in
g

  |
  Th

u
rsd

a
y, Se

p
te

m
b

e
r 17 

23rd International Congress on X-ray Optics and Microanalysis •  September 14-18, 2015  •  Brookhaven National Laboratory

Oral Presentation Abstracts



Three-Dimensional Microstructural Imaging and 
Analysis of Energy Materials 

 
Wilson K. S. Chiu 

Department of Mechanical Engineering 
University of Connecticut 
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Abstract 
Materials used in energy storage and conversion (e.g. fuel cells, batteries, electrolyzers, CO2 
separation membranes) all consist of heterogeneous functional materials that exhibit functional 
behavior in a manner that controls their collective performance as an energy system. There is a 
critical need to understand the role of a material’s structure, morphology, and composition on 
system performance1. This talk presents a non-destructive approach to image and characterize 
energy materials using synchrotron-based transmission x-ray microscopy, including XANES 
nanotomography2 to analyze chemical and structural changes in materials during operation, and 
high temperature in situ imaging of Ni particles during oxidation and reduction3. Several 
theoretical approaches including numerical methods (lattice Boltzmann, finite element4) and 
analytical methods (electrochemical fin theory5) are used to analyze mass transfer, heat transfer, 
ionic/electronic charge transfer, and chemical / electrochemical reaction rates. To demonstrate 
this approach, solid oxide fuel cell and ceramic composite gas separation membranes are 
examined to provide fundamental insight into the origins of microstructured-induced transport 
losses during operation. 
 
1. A.P. Cocco et al., Phys. Chem. Chem. Phys. 15: 16377 (2013). 
2. W.M. Harris et al., Nanoscale 4: 1557 (2012); G.J. Nelson et al., Appl. Phys. Lett. 98: 173109 (2011). 
3. A.M. Kiss et al., Microsc. Microanal. 21: 290-297 (2015); Appl. Phys. Lett. 102: 053902 (2013). 
4. A.S. Joshi et al., J. Power Sources 164: 631-638 (2007); M.E. Lynch et al., Nano Energy 2:105 (2013). 
5. G. J. Nelson et al., J. Power Sources 246: 322-334 (2014); J. Power Sources 196: 4695 (2011). 
 
About the Speaker 
Wilson K. S. Chiu earned his M.S. and Ph.D. degrees in Mechanical Engineering from Rutgers 
University in 1997 and 1999, respectively. His research was supported by the U.S. Department 
of Energy, National Science Foundation, Office of Naval Research, Army Research Office, and 
industry. He published 96 journal articles and 148 conference articles/abstracts. Among his 
honors, he was elected fellow of ASME in 2013, into the Connecticut Academy of Science and 
Engineering in 2013, received the Rutgers University School of Engineering Medal of Excellence 
Award for Distinguished Young Alumnus in 2010, the United Technologies Corporation 
Professorship in Engineering Innovation in 2008, and the ASME Bergles-Rohsenow Young 
Investigator Award in Heat Transfer in 2006. Starting on July 1, 2015, he will serve as the Editor 
of the Journal of Fuel Cell Science and Technology. He also serves on the editorial board of 
Scientific Reports, as an associate editor for the ASME Journal of Heat Transfer and the 
International Journal of Thermal Sciences, executive committee co-chair for the ASME 
Advanced Energy Systems Division, and executive committee member for the ECS High 
Temperature Materials Division. He has given over 90 plenary, keynote and invited lectures in 
the United States and abroad. 
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Morphological and Chemical Evolution of Nanoporous Metal  

using X-ray Nano-tomography and Hard X-ray Spectroscopic Imaging 

Yu-chen Karen Chen-Wiegarta, Garth Williamsa, Chonghang Zhaob, Hua Jiangb, Takeshi Wadac, 
Hidemi Katoc, and Juergen Thiemea 

a National Synchrotron Light Source II, Brookhaven National Laboratory,  b Department of 
Materials Science and Engineering, Stony Brook University, c Institute for Materials Research, 

Tohoku University 

 

Advancing technologies in energy storage and conversion devices such as batteries and fuel cells depends 
on developing novel materials. In particular, nanoporous materials—also known as nanofoams—exhibit 
unique properties such as high surface-to-volume ratio and a continuous network, which enables transport 
of fuels or electrolyte. A new dealloying method based on utilizing metallic melt as the dealloying agent 
instead of an aqueous solution has led to the successful fabrication nanoporous metal from less-noble 
metals, for example, stainless steels. This greatly reduces the cost of the material, while preserving the 
unique morphological factors that are desirable for energy applications. It is, however, critical to establish 
the correlation between the processes, morphology (2D & 3D) and chemical heterogeneity of these novel 
nanoporous metallic materials for suitable applications. 

 
We utilized full-field nano-tomography via transmission x-ray microscopy to study the evolution of the 
morphology as a function of processing conditions, including precursor compositions, dealloying 
temperature and time. A systematic trend of spontaneous coarsening as a result of prolonged dealloying 
time and increased temperature was observed:  the precursor compositions significantly impact not just 
the porosity of the nanoporous materials, but also the surface shape of the nanofoams. A gradient of the 
ligament size and compositional change along the dealloying direction were also observed. In addition, 
spectroscopic imaging at synchrotron sources is a powerful technique for spatially resolving chemical and 
elemental distributions in these materials. Utilizing the Sub-micron Resolution X-ray Spectroscopy 
(SRX) beamline at NSLS-II provides additional elemental and chemical information of the nano-porous 
materials. 
 

 
References 
[1]  http://www.bnl.gov/ps/nsls2/beamlines/SRX.php 
[2]  T. Wada, H. Kato, “Three-dimensional open-cell macroporous iron, chromium and ferritic stainless steel”, 
Scripta Mater. 2013, 68, 723 
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Revisit of wetting on soft solids by TXM  
S.J. Parka, S. Parka, B.M. Weonb, J.B. Bostwickc, and J.H. Jea 

aX-ray Imaging Center, Pohang University of Science & Technology, Korea 

 bSchool of Advanced Materials Science and Enginnering, SKKU, Korea 

 cDepartment of Engineering Science and Applied Mathematics, Northwestern University, Evanston, IL 
60208. 

Author Email: jhje@postech.ac.kr 

 

Many natural and synthetic materials are soft and deformable owing to the nature as in rubbers or to their 
structure as for thin films and fibers. Wetting behaviour of soft deformable solids, that is, elastowetting, is 
a very old subject and much attention has been paid over the past half century for various scientific issues 
involved in soft tissues and polymer gels, as well as for practical applications such as inkjet printing and 
microfluidic devices. One of the most questionable issues in wetting is the force balance that includes the 
vertical component of liquid surface tension. On soft solids, the vertical component leads to a microscopic 
protrusion of the contact line, that is, a ‘wetting ridge’. The wetting principle determining the tip geometry 
of the ridge is at the heart of the issues over the past half century. Here we reveal a universal wetting 
principle from the ridge tips directly visualized with high spatio-temporal resolution of Transmission X-ray 
microscopy (TXM). We find that the cusp of the ridge is bent with an asymmetric tip, whose geometry is 
invariant during ridge growth or by surface softness. This singular asymmetry is deduced by linking the 
macroscopic and microscopic contact angles to Young and Neuman laws, respectively. We also discuss 
dynamic wetting behaviors on soft viscoelastic solids that are important to interpret complex biological 
processes resulted from cell-substrate interactions. Our finding shows that this dual-scale approach would 
be contributable to a general framework in elastowetting, and give hints to issues in cell-substrate interac-
tion and elasto-capillary problems. 

  
 
References 
[1]  Carre ́, A., Gastel, J.-C. & Shanahan, M. E. R. Viscoelastic effects in the spreading of liquids. Nature 379, 432–

434 (1996). 
[2] Style, R. W. et al. Universal deformation of soft substrates near a contact line and the direct measurement of 

solid surface stresses. Phys. Rev. Lett. 110, 066103 (2013). 
[3]  Park, S.J., Weon, B.M., Lee, J.S., Lee, J., Kim, J. & Je, J.H. Visualization of asymmetric wetting ridges on soft 

solids with X-ray microscopy. Nature Comm. 5, 4369 (2014). 
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2D slope surface profilers based on a Schack Hartmann Sensor 
for sub 100 nrad slope error measurement 

Mourad Idira , Lei Huanga, Shinan Qiana 
Guillaume Dovillaireb, Jerome Legrandb, Rafael Mayerb 

aBrookhaven National Laboratory – NSLS II 50 Rutherford Dr. Upton, NY 11973-5000 – USA *midir@bnl.gov 
bImagine Optic 11 rue Charles de Gaulle France 

 
 
Focusing high brightness x-ray light available with third/fourth generation synchrotron/FEL 
sources requires significant advances in the quality of X-ray mirrors and in the metrology used to 
optimize their fabrication. The operational solution from NSLSII and Imagine Optic (a French 
optics technologies company) was to develop a way to perform automated high accuracy optical 
measurements for the testing of advanced x-ray mirrors.  The adopted solution is a piece of 
equipment based mainly on a Stitching Shack Hartmann Optical Head (SSH-OH). This approach 
is innovative and provides a stand-alone, non-contact, large-surface high accuracy optical 
metrology system for 2D slope measurements. We will describe the measurement setup and 
discuss the results obtained with the developed system. 
 
[1] “A 2 D high accuracy slope measuring system based on a Stitching Shack Hartmann Optical Head” 
Mourad Idir, Konstantine Kaznatcheev, Guillaume Dovillaire, Jerome Legrand, and Rakchanok Rungsawang,  
Optics Express, Vol. 22, Issue 3, pp. 2770-2781 (2014) http://dx.doi.org/10.1364/OE.22.002770 
[2] “A 2D optical slope measuring tool for x-ray mirrors“, Mourad Idir and Guillaume Dovillaire,  
30 October 2013, SPIE Newsroom. DOI: 10.1117/2.1201310.005171 
[3] http://www.imagine-optic.com/ A provider of Shack-Hartmann wavefront sensing hardware and software. 
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Kinoform Lenses for High Energy (>50 keV) Photons and other applications 
Kenneth Evans-Lutterodta 

aNSLS II, Brookhaven National Laboratory, Upton, NY-11973, USA 

Author Email: kenne@bnl.gov 

 

Many applications, especially the study of high Z materials, benefit from the use of high-energy x-ray 
photons (>50 keV) from high brightness accelerator based sources. Focusing optics for such high energies 
are not widely available, and do not have the quality that is commonplace at lower photon energies  
(<10 keV). Using silicon kinoform lenses at beamline 1-ID at APS with 51 keV photons, we obtain 1 di-
mensional focal spot sizes of 225±25nm at a focal length of 0.25m with a gain of 87±4, and a spot size of 
1±0.1 microns at a focal length of 2m with a gain of 176±5. A point focus was also obtained with a 
crossed kinoform geometry, similar to the KB mirror geometry, and a point focus of 0.85 microns (v) by 
2.3 microns (h) was measured.  At a higher energy of 102 keV, we obtained a 1.5 micron spot size. We 
anticipate that these optics will enable many x-ray microscopy techniques at high photon energies.  Final-
ly, we also discuss some x-ray micro-diffraction results obtained on human hair using kinoform lenses at 
12.1 keV.	
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High efficiency polymer lenses for hard X-ray nanofocusing 
Christina Krywka a, A. Last b, F. Marschall b, O. Márkus b, S. Georgi b, M. Müller a, J. Mohr b 

a Helmholtz-Zentrum Geesthacht, D-22607 Hamburg, Germany  
b Karlsruhe Institute of Technology, IMT, D-76021 Karlsruhe, Germany 

Author Email: christina.krywka@hzg.de 

 

Nanofocusing, adiabatic, polymer compound refractive lenses combine the best of two worlds: the ease of 
alignment – common for refractive X-ray lenses – and a large effective aperture combined with a long 
working distance between exit aperture and focal plane even for hard X-rays – which is a feature usually 
attributed to reflective optics. This combination has long been desired in materials science related re-
search. X-ray diffraction with nanofocused hard X-rays readily serves structural information with sub-µm 
spatial resolution from crystalline and semi-crystalline materials (e.g. metals, biomaterials, synthetic 
compounds). That way grain 
orientation, residual stress pro-
files, crystal structure or tex-
ture can be obtained in a non-
destructive analysis. Provided 
a long working distance focus-
ing element, these high resolu-
tion nanodiffraction experi-
ments can be performed in ex-
tended sample environments, 
with in-situ conditions and 
from strongly absorbing metal-
lic samples. 

The adiabatic lens system pre-
sented here has a large entrance aperture of 170 µm and a continuously decreasing aperture adapted to the 
local beam diameter. In this way the exit numerical aperture of the lens stack is maximized and the focal 
spot diameter is minimized. Refractive polymer lenses can be fabricated via deep X-ray lithography out of 
SU-8, a commonly used epoxy-based negative photoresist and can be operated in air at ambient condi-
tions. A crossed geometry, intersected lens stack provides an efficient two-dimensionally focusing close 
to free of spherical and astigmatic aberration. These lenses have been proven to be long time radiation 
stable at multiple synchrotron radiation applications and in laboratory settings up to a deposited dose of 
2 MJ/cm3 [1]. At PETRA III synchrotron radiation source, the lenses have been successfully used in 
full field microscopy setups (beamline P05, [2]) and for X-ray nanodiffraction experiments (nanofocus 
endstation of P03 beamline). At P03 the lenses were used to directly demagnify the undulator source at 13 
keV, yielding a focal spot size of 500 nm at a clear working distance of 43 mm. These results met the de-
sign specification and required only a short initial alignment procedure. Due to an effective aperture of 
34 µm the transmission of the utilized lens stack was 16 %. 

[1] V. Nazmov, E. Reznikova, J. Mohr, A. Snigirev, I. Snigireva, S. Achenbach, V. Saile, Fabrication and 
preliminary testing of X-ray lenses in thick SU-8 resist layers, Microsystem Technologies 10, 716-
721, (2004) 

[2] Entwicklung eines Röntgenmikroskops für Photonenenergien von 15 keV bis 30 keV, F. Marschall, 
KIT Scientific Publishing, Karlsruhe, dissertation, ISBN 9783731502630, 126 p., (2014) 

  

Figure 1: (left) Crossed adiabatic CRL prototype, with a working distance of 43 mm at 
13 keV, installed at P03 nanofocus endstation in 2015.  (right) SEM image of a CRL 
with varying aperture, assembled from two half lenses under 90°. 
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Analysis of compartmentation and binding of metals in plants at physiological 
and toxic concentrations analysed in frozen-hydrated samples  

by µXRF tomography and related techniques 
Hendrik Küppera,b 

aBiology Center of the Czech Academy of Sciences, Institute of Plant Molecular Biology, 

Department of Biophysics & Biochemistry of Plants & University of South Bohemia, 

Department of Experimental Plant Biology; České Budějovice, Czech Republic, b(former address) Uni-
versity of Konstanz, Department of Biology, Konstanz, Germany 

Author Email: hendrik.kuepper@umbr.cas.cz 

Various transition metals are essential nutrients, but toxic at elevated concentrations. Many mechanisms 
of metal uptake, transport, binding and sequestration are shared between animals (incl. humans), fungi, 
plants and even bacteria, others are specific for one group. Analyzing metal distribution 
(compartmentation) and speciation is a crucial step in revealing mechanisms of metal uptake, transport 
sequestration, deficiency, toxicity and detoxification. The least artifact-prone techniques for this task all 
belong to the field of X-ray spectroscopy, including EDX, PIXE, XRF and XAS. For minimizing 
artifacts, element re-distribution and ligand exchanges inside the measured tissues have to be prevented. 
The most reliable method for reaching this aim is measurement of shock-frozen, hydrated tissues. Ideally, 
these samples are analyzed as bulk tissues, replacing physical thin sectioning by recording µXRF 
tomograms [1-3]. In the ideal case the same samples can be analyzed by µXAS as well, allowing a direct 
correlation between element distribution and local differences in speciation [1]. Depending on the 
beamline, resolution of details even on the subcellular level is possible in such samples. In this talk, this 
ideal case will be compared to related techniques of measurement, in particular SEM-EDX [4-7] and XAS 
on powdered frozen-hydrated samples [8-12]. Alternative sample preparation techniques (e.g. 
conventional freezing in liquid nitrogen, freeze-drying and freeze-substitution) will be discussed as well. 
Differences between the techniques, especially in terms of artifact risks, will be highlighted. 

References 
[1] Mishra S, Wellenreuther G, Mattusch J, Stärk H-J, Küpper H (2013) Plant Physiology 163, 1396-1408 
[2] Andresen E, Mattusch J, Wellenreuther G, Thomas G, Abad UA, Küpper H (2013) Metallomics, 5, 1377-1386 
[3] Thomas G, Stärk H-J, Wellenreuther G, Dickinson BC, Küpper H (2013) Aquatic toxicology 140-141, 27-36 
[4] Küpper H, Zhao F, McGrath SP (1999) Plant Physiology 119, 305-311 
[5] Küpper H, Lombi E, Zhao FJ, McGrath SP (2000c) Planta 212, 75-84 
[6] Küpper H, Lombi E, Zhao FJ, Wieshammer G, McGrath SP (2001) Journal of Experimental Botany 52(365), 

2291-2300 
[7] Carr HP, Lombi E, Küpper H, McGrath SP, Wong MH (2003) Agronomie 23(8), 705-710 
[8] Küpper H, Mijovilovich A, Meyer-Klaucke W, Kroneck PMH (2004) Plant Physiology 134(2), 748-757 
[9] Küpper H, Mijovilovich A, Götz B, Küpper FC, Wolfram Meyer-Klaucke W (2009) Plant Physiology 151, 702-

714 
[10] Mijovilovich A, Leitenmaier B, Meyer-Klaucke W, Kroneck PMH, Götz B, Küpper H (2009) Plant Physiology 

151, 715-731 
[11] Trampczynska A, Küpper H, Meyer-Klaucke W, Schmidt H, Clemens S (2010) Metallomics 2, 57-66 
[12] Leitenmaier B, Witt A, Witzke A, Stemke A, Meyer-Klaucke W, Kroneck PMH, Küpper H (2011) Biochimica 

et Biophysica Acta (section Biomembranes) 1808, 2591-2599 
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Advances in Diffraction Tomography: deep sub-micrometer resolution 

A. Bonnin a,b, J. Wright c, R. Tucoulou c, H. Palancher d 

a Paul Scherrer Institut, CH-5232 Villigen, Switzerland, b CIBM, Ecole Polytechnique Fédérale 
de Lausanne, CH-1015 Lausanne, Switzerland, c ESRF, BP 220, F38043 Grenoble Cedex, 

France, d CEA, DEN, DEC, Cadarache, F13108 Saint Paul lez Durance, France 

 

Introduction and Objectives 

Performances and physical properties of high technology materials are influenced or even determined by 
their initial microstructure and by the behaviour of impurity phases. To characterize these impurities and 
understand their relations with the surrounding matrix, non-destructive techniques have to be used. 
Diffraction Tomography is a recent and powerful tool to analyze the 3D crystallographic composition of 
materials [1-3]. This technique was previously limited to samples giving a powder diffraction signal and 
had problems with coarse grained materials. Our developments overcame the granularity problem in order 
to reach sub-micron resolution when using an X-ray nanoprobe for diffraction tomography [4]. 

 

Results and Discussion  

The sample was a powder composed of U-Mo alloy particles (about 25 
µm in diameter) surrounded by a UO2 protective layer [5]. A particle 
core is made up of several U-Mo alloy grains with an average diameter 
smaller than 3 µm. This core is covered by a 1 µm thick UO2 protective 
layer (grains size ~10 nm). The grain map for a 2D slice of the particle is 
shown Fig. 1. Due to the high resolution of this technique, a minority 
U(C,O) phase (1 wt. %) with sub-micrometer sized grains was 
characterized inside the particle. The onset of U(C,O) grain 
crystallization can be described by a precipitation mechanism since a 
single U-Mo grain has direct orientation relationship with more than one 
of the surrounding U(C,O) grains. 

 
Conclusions 

Due to advanced reconstruction techniques and an adapted acquisition scheme, XRD-CT can now provide 
both powder diffraction and single crystal type X-ray structure analyses combined with tomographic 
imaging.  

 
References 
[1] Bleuet, P., Welcomme, E., Dooryhée, E., Susini, J., Hodeau, J.-L., Walter, P. Nature Mat. 2008, 468–473. 
[2] Palancher H., Tucoulou R., Bleuet P., Bonnin A. and Cloetens P. Journal of Applied Crystallography, 2011, 44, 

1111–1119. 
[3] Poulsen H.F, Springer, 2004. 
[4] Bonnin A., Wright J., Tucoulou R. and Palancher H. (2014) APL 105, 084103. 
[5] Palancher H., Bonnin A., Honkimäki V., Cloetens P., Suhonnen H., Zweifel T. et al. (2012) J. Appl. Cryst. 45, 

906–913. 

 
Fig.1: High resolution 

diffraction tomography slice of 
a U-Mo atomized particle. 
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Cryogenic Analysis of Frozen Hydrated Biological Tissue at the Hard X-ray 

Micro-Probe Beamline at PETRA III 

J. Garrevoet1, W. H. Schroeder1,2, B. DeSamber1,3, T. Claußen1, E. Vergucht3, U. Boesenberg1, 
M. Alfeld1, M. Czyzycki1,4, M. Roeb2, L. Vincze3, G. Falkenberg1 

1Deutsches Elektronen-Synchrotron DESY, Notkestrasse 85, 22607 Hamburg, Germany, 
2Forschungszentrum Jülich, IBG-2, 52425 Jülich, Germany 

3X-ray Microspectroscopy and Imaging Research Group, Department of Analytical Chemistry, 
Ghent University, Krijgslaan 281 S12, B-9000 Gent, Belgium,  

4AGH University of Science & Technology, Faculty of Physics & Applied Computer Science, Al. 
A. Mickiewicza 30, 30-059 Krakow, Poland 

Introduction and Objectives 

A robust cryogenic workflow was developed at beamline P06 to minimise structural and chemical 
artefacts during sample preparation as well as beam damage during analysis. Shock frozen hydrated 
biological and medical tissue samples up to a diameter of 2 mm can be analysed. The developed 
instrument consists of a vacuum chamber (ca. 10-8 mbar), two cooling systems, one for rapid cooling at 
startup and one vibration free long term cooling system maintining the temperature between -120 °C and -
150 °C, an ultrathin polymer window XRF detector, an absorption imaging detector (PCO 4000), and a 
cryogenic vacuum transfer system. 
The presented system allows besides 2D and 3D elemental imaging also absorption and phase contrast 
tomography on the (sub-)micrometer scale. 
 
Results and Discussion  

Recent results will be presented, demonstrating the capabilities regarding absorption/phase tomography 
and fluorescence imaging on frozen-hydrated biological samples. Analysis of a rice leaf shows the ability 

of the presented instrument to obtain high 
resolution 3D images, while the Si elemental 
image shows the high sensitivity and resolution of 
the XRF imaging system. 

Conclusions 

Combining a full cryogenic workflow with a 
cryogenic measurement instrument allows for high 
resolution structural and high sensitivity elemental 
analysis without the need of any chemical sample 
preparation steps, preserving the original state as 
much as possible. 

 
 

 
Figure 1 (Top) A crop of a 3D CT of a shock frozen 
hydrated rice leaf. (Center) Front absorption view 
(Bottom) A 2D XRF Si image, showing Si inclusions in 
the epidermis of a rice leaf. 
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